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NOTE 



The material contained in this volume consists 
of informational matter calculated to aid the 
instructor in his presentations. 

In some instances, the instructor will find it 
advisable to duplicate some of the information 
sheets and use them as hand out material. 

In other situations it may be more advantag- 
eous to project the image on a screen using 
an overhead projector for this purpose. 

Other applications may include the need 
for the disassembly of the text and its sub- 
sequent reassembly, all of which suggested 
the desireability of binding this material 
separately from the lesson plans and 
introductory statements. 
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Information 
Sheet # 1 



on 

RADIOGRAPHER 



JOB DEFINITION 

Controls radiography equipment to tal^e radiographs of metal castings, 
weldments, metal samples, pipes, machinery, and structural members to 
detect flaws, cracks, porosity, and presence of foreign objects: Aligns 
object on stand between source of x-rays and film or plate; or aligns source 
of gamma rays, such as cobalt or iridium isotope and film or plate on 
opposite sides of object, manually or using hand or electric truck, chain 
hoist, or crane. Masks peripheral areas with lead shields. 'Selects type 
of radiation source and type of film, and applies standard mathematical 
formulas to determine exposure distance and time, considering size, 
mobility, and strength of radiation sources in relation to density and 
mobility of object. Verifies radiation intensities, using radiation meters. 
Takes radiograph by adjusting controls of x-ray machine or by exposing 
source of radioactivity. Removes and develops Jilm or plate. Monitors 
working area, using survey meters, to protect personnel area. May 
replace radioactive isotope source in containers by manipulating tongs 
from behind protective lead shifdd. Marks defects appearing on film and 
assists in analyzing findings. May specialize in x-ray work and be 
designated as X-RAY TECHNICIAN. 

EDUCATION, TRAINING, AND EXPERIENCE 

High school graduation, including courses in mathematics, chemistry, 
and physics* is considered sufficient to qualify for on-the-job training. 
Formal training as an industrial or medical x-ray technician constitutes 
qualifying experience. Training or experience in welding, metallurgy or 
photography is considered helpful. 



SPECIAL CHARACTERISTICS 
Aptitude s : 

Verbal ability to understand and discuss technical material related to 
construction, operation and application of equipment 

Numerical ability to apply standard formulas when computing exposur’e 
time and distances to set up equipment 

Spatial ability to determine optimum placement of 'bjects and shielding 
preparatory to taking radiograph 
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Form perception to perceive pertinent details in exposed film 



Worker determines angle and distance of equipment to object and time 
and intensity of exposure on basis of verifiable criteria such as strength 
of radiation source and density of object. The attainment of precise 
standards of accuracy is involved. 

Physical De mands and Working Conditions : 

Work requires occasional lifting of materials weighing up to 20 pounds. 
In some establishments, worker occasionally may lift radiation containers 
weighing up to 75 pounds. Individual walks or stands most of the time 

Climbing ladders sometimes is required to rig equipment or when 
photographing large objects such as aircraft 

Stooping and crouching when working on materials at or below floor 

level 

Reaching, handling and fingering required to work in a darkroom, set 
up equipment and adjust contrc'V 

The hazard of exposure to radiation is present although reduced by the 
presence of warning and safety devices. In some plants, may be exposed 
to noise levels of 80-90 decibels from welding machines and high frequency 
equipment 

Work is performed indoors and outdoors. 



^ Job description from ’’Selected Occupations Concerned with Atomic 
Energy,” June, 1961; BES No. E-197; Bureau of Employment Security, 
U. S. Dept, of Labor, Washington, D. C. 
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Information Sheet 
on 

SAMPLES OF NOND ESTRUCTIVE 
TESTING RESULTS 






1. Cracks in critical jet engine 
blades as shown by Magnaglo 
paste method 



2. Heat treat cracks (a seam) as 
shown by the fluorescent 
magnetic particle method 



3. Welding defects as shown by 
the magnetic particle dry 
powder method 
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4 . 




4. Quench cracks in steel cast- 
ings as shown by the fluo- 
rescent magnetic particle 
method 



5. Grinding check on gears as 
shown by the fluroe scent 
magnetic particle method 




6. Grinding cracks as shown 
by the fluorescent mag- 
netic particle method 



2-2 











Information 
Sheet # 3 



Information Sheet 
on 



ATOMIC ENERGY COMMISSION 
REGULATIONS 



1 




UNITID STATiS ATOMIC INIROY COMMISSION 

RULiS mn4 REGULATIONS • TITLE 10 ■ ATOMIC EMEROY 



STANDARDS FOR PROTECTION AGAINST RADIATION 
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Obhkmi. Piovniom 
1 20.1 P ut pot . 

(a) The regulations in this part estab* 
lish standards for protectton against 
radiation hazards arii^ out of activities 
under licenses issued by the Atomic 
Energy Commission and are issued pur* 
suant to the Atomic Energy Act of 1954 
(MStet.919). 

(b) lUe use of radioactive material or 
other sources of radiation not l icensed 
by tlie Commission is not subject to the 
regulations in this pari However, it is 
the purpose of the regulations In this 
part to control the poasssrion, use, and 
trahsfer of licensed material by any li- 
censee in such a manner that eaposure 
to such material and to radiation from 
such material, when added to exposures 
to unlicensed radioactive material and 
to other unUcensed aourcea of radiation 
in the poaseaalo n of the li ce nsee, and to 
radiation th e refrom, does not exceed the 
standards of radiation protection pre- 
scribed in the regulations in this pari 

S 20.2 Scope. 

The regulatUms in this part apply to 
all persons who receive, possess, use or 
transfer byproduct material, source ma- 
terial, or special nuclear material under 
a general or specific license issued by the 
Commission pursuant to the regulations 
in Part 30, 40. or 70 of this chapter. 

1 20.3 Definiiiom. 

(a) As used in this part: 

(1) ‘'Aet* means the Atomle Energy 
Act of 1954 (68 Stai 919) Including any 
BmendBienU thereto: 

(2) "Airborne radioactive material" 
meaiu any radioactive nuterial dispersed 
in the air in the form of dusts, fumes, 
mists, vapors, or gases; 

(3) “Ibrproduet material" means any 
radioactive material (except special nu- 
clear material) yielded in or made ra- 
dioactive Iqr exposure to the radiation 
incident to the proeem of muducing or 
utillxing special nudear material; 

(4) “Calendar quarter’* means any 
period determined according to either 
of the following subdivlsioiu: 



g The first period of any year may 
1 on any date in January; provtded 
the ascend, third and fourth petlodB 
.tAngly be^ on the same date in 
gAi^ July, and October, leqieettvely. 

« and that the fourth period extend Into 
« January of the succeedi ng year, if nee- 
a essary to complete a three-month quar- 
Ster. Ouriw the first year of use of this 
I method of determination by a lioause, 

I the first pstlod for that year shall also 
I include any additional days in January 
I meosding the starting date for the first 
I peri od. 

TZ(ii) The first period in a calendar year 
of 13 complete, consecutive calendar 
weeks; the second period in a calendar 
year of 13 complete, consecutive calen- 
dar wedts; the third period in a calendar 
year of 13 complete, consecutive calendar 
weeks; the fourth period in a calen- 
dar year of 13 complete, consecutive 
calendar wedcs. 

*Altemativdy,4he four periods may con- 
Sisk of the first 14 complets. ccn ssc utlv e 
falendar weoEs; the next 12 complete, 
conaec n tl ie calendar wes b v; the next 14 



FR llVfi' 



and Ihe lest 12 

calsndar woski. if at the end of a calen- 
dar year there are any days not falling 
within a complete calendar week of that 
year, such diqrs shall be included (for 
purposes of Oils part) within the last 
S complete calendar week of that year. 
S If at the beginning of any calendar year 
K there are days not falling within a com- 
plete calendar week of that year, such 
N days shall be included (for purposes of 
this part) within the last complete cal- 
endar week of the previous year. 

No licensee shall change the method ob- 
served by him of determining calendar 
quarters for purposes of this part except 
at the beginning of a calendar year. 

( 5 ) •‘Commission’* means the Atomic 
Energy commission or its duly author- 
ized representatives; 

(6) ‘‘Oovemment agency*’ means any 

executive department, inde- 

pendent establishment, corporation, 
wholly or partly oimed tv the United 
States of America which is an instru- 
mentality /Of the United States, or any 
board, bureau, division, service, oillee, 
oncer, authority, administration, or 
other establishment in the executive 
branch of the Government; 

August 9* 1966 
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(7) “iDdividuar mefciu any human g 
beim: S 

(t) “Licensed material*’ means Murce 2 
material, special nuclear material, or by* * 
product material received, possessed, m 
used, or transferred under a general or ^ 
specifle license issued Iqr the Commission 
pursuant to ^be regulations in this 
chapter; 

(9) “License” means a license issued 
under the regulations in Fart 30, 40, or 
70 of this chapter. “Licensee” means 
the holder of such license; 

(10) “Occupational dose" includes ex- 
posure of an individual to radiation (i) 
in a restricted area; or <ii) in the course 
of emplm^nt in which the individual’s 
duties involve exposure to radiation; 

^ r provided, that “occupational dose” shall 
S not be dMmed to include any exposure 
S of air individual to radiation for the pur- 
se pose of medical diagnosis or medical 
therapy of such individual. 

«• (11) “Person” means <i> any individ- 

ual, corporation, partnership, firm, asso- 
ciation, trust, estate, public or private 
institution, group. Oovemment agency 
other than the Commission, any State, 
any foreign government or nation or any 
political subdivision of any such g<nr- 
emment or nations, or other entity; and 

(li) any legal successor, representative, 
agent, or agency of the foregoing; 

(12) “Radiation" means any or all of 
the following: alpha rays, beta *mys. 
gamma rays. X-rays, neutrons, hlgb- 
qieed electrons, hlgh-oieed protons, and 

atomic particles; but not sound 
or radio waves, or visible, infrared, or 
ultravlblet light; ^ 

(13) “Radioactive material” Includes e 
any such materW whether or not subject ^ 

Ucensiiig control by the Commissi(m; a. 
~ -instileted area" means any S 
area access to which is controlled by the 
N for purposes of protection of 

S Indlviduali from exposure to radiation 
C and radioaettve materials. “Restricted 
K area” ehaii not include any areas used 
“• as residential quarters, although a sepa- 
Srate room or rooms in a residential 

1 build^ nuy be set apart as a restricted 

“Source malenar means (i> 

I uranium or thorium, or any combina- 
S tion thereof, in any physicai or chemical 
5 form: or Ml) ores which contain by 
acixlit onc-twentleth of one percent 
u. (DOS', I or more of o. uranium, b. tho- 
r- rium or c. any combination thereof. 

* Source material does not include sjiecial 
nuclear material. 

» ( 16 ) "Special nndear material” means 
(1) phrtoniumf uranium 333, uranium 
snMied in the teotope 233 or ta the l^ 

2 335. and any other material whl^ 

S tho pursuant to the provi- 

itoBB of sectloD 51 of tho actk detennlneo 
£ to bo I TT"*** fMieieae moterioL but does 
M Ldt iDcludo source material; or (ID any 
**■ material arttfldahy emrlctied by any of 

I tho fongalng but docs not indnde sourco 

- 



(17) "Uiurestricted area” means any 
area aeceu to which is iwt controlled by 
the licensee for purposes of protection of 
individuals from exposure to radiation 
and radioactive nuterials, and any area 
used for residential quarters. 

~<b) Deflnltions of certain other words 
and Fhrases as used in this part are set 
forth in other sections. Including: 

(1) "Airborne radiooetiviVy area" de- 
fln^ in i 20J03; 

(3) “Radiation area” and "high radi- 
ation area" defined in i 30J03; 

(3) "Personnel monitoring equipment" 
defined in 120.202; 

(4) "Survey" defined in 120.301; 

(5) Utalts of measurement of doee (rad. 
rem) defined in i 20.4; 

(6) Units of measurement of radio- 
activity defined in i 20JI. 

110.4 Uahaef radiatioa dote. 

(a) "Dose.” as used in this part, is the 
quantity of radiation absorbed, per unit 
of mass, by the body or by any portion of 
the body. When the regulations in this 
part specif a dose during a period of 

the dose means the total quantity 
of radiation absorbed, per unit of mass, 
by the body or by any portion of the 
body during such period of time. Several 
different units of dose are in current use. 
Definitions of units as used in this part 
are set forth'in paragrsphs (b) and (c) 
of Ibis iectloiL 

(b) The rad. as used in this part, is a 
measure of the dose of any hmizing radi- 
ation to body tissues in terms of the 
energy absorbed per unit mass of the 
tlBBOs. Oneradisthedoeecorrevond- 
Ing to the absorption of 100 ergs per gram 
of ttssne. (One millirad (mrad)=0.00l 
rad.) 

(e) The rem. as used in this port, is 
a measure of the dose of any ionising 
radlatkm to body ttssue In terms of its 
esthnatwl bl(riogleal effect rdative to a 
doseofoneroentgen (r) of X-rays. (One 
milUrem(mrem) =0.001 rem.) TherSla- 
tion of the rem to other dose units de- 
pends upon the blologleal effect under 
consideration a^ upon the conditloru of 
irradiation. For the purpose of the reg- 
ulations in this part, any of the firilow- 
jng la considered to be equivalent to a 
doM of COB rem: 

(1) A dose of 1 r due to X— or gamma 
ledlAtion; 

(3) Adoseof 1 rad due to X—. gamma, 
or beta radiation: 

(3) A dose of 0.1 rad due to neutnms 
or high energy protons: 

(4) A dose of 0.05 rad doe to particles 
heavier than protons and with siillteient 
energy to reach the lens of the eye; 

If it is more convenient to measure the 
neutron flux, or equivalent^ than to de- 
termine the neutron doee in rads, as 
movldeb in subparagraph (3) of this 
paragraph, one rem of neutron radiation 
may. for purposes of the regulations in 
this part, be assumed to be equivalent 
to 14 million neutrons per square centi- 
meter incident upon the body; or. if 
there exists sufficient inf ormatlon to esti- 
mate with reasonable accuracy the ap- 
proximate distribution in energy of the 
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neutrons, the incident number of nsu- 
trmr« rvr equare centimeter equivalent 
to one rem may be esthnated from the 
foDortng table: 

KivnoN fiuK Don XonTAum 
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(d) For determinlni exposures to X or 
gBttUM rmys up to 3 lfe?« the dose limits 
specified in H 20.101 to 20.104. inclusive, 
msy be assuti^ to be equivalent to the 
“air dose". For the purpose of this part 
^air dose" means that the dose is meas- 
ured by a properly calibrated appropriate 
instrument In air at or near the body sur- 
face in the region of highest dosue rate. 

§ 20.5 UnilA of nidioarliviiy. 

(a I Radioactivity is commonly, and for 
purposes of the regulations in this part 
shall be. measured in terms of disintegra- 
tions per unit time or in curies. One curie 
(c) =3.7X10'* disintegrations per sec- 
ond (dps)— 2.2X10'* disintegrations per 
minute (dpm). A commonly used sub- 
multiple of the curie is the microcurie 
(uC) . One mC= 0.000001 C=3.7X10* dps= 
2.2X10* dpm. 

(b) For purposes of the regulations in 
this part, it may be assumed that the 
daughter activity concentrations in the 
following table are equivalent to an air 
concentration of 10-^ microcuries of 
Radon 222 per milliliter of air in equilib- 
rium with the daughters RaA. RaB. RaC. 
andRaC*: 



Maximum lime Ih'Iwwo 
ertllcctioii and inra^uri*- 
nipni 'lioiir*)* 


\lpha*4'mittlne daurhtrr 
acii\ft> |K*r mtlli* 

liter of air 

1 Total alpha 
Micro- ( 1 Hot ('(fra- 

j curii-s/cc 1 lions iKT 
' 1 minute |»cr 

! 1 


OS 


' 7 2X10- 


0 IG 




4 5X10- 


0 10 




1 3X10- 


0 02^ 




I u 3Xi(r* 


UUU72 



I The duntlon of mple eniiccCion «id the duntlon 
of BieRMirenient jihouM he 9Uiricifiitl> short comiiorfd 
to the time het«cvn ooUrcibm «nd imMUfement. as not 
to have a sutlstl€all> stfntflcant effect upon the results 
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(c) Natural uraiUtttn and natnroJ; 
~ thorium. (1) For purpose* of the regu- 
lation* in this part, one curie of naturai 
ur anium (U-naturai in Appendix B or 
C) means the sum of 3.7X10** disintegra- 
tions per second from U-238 plus 
3.7X10** dis/sec from U-234 plus 9X10* 
dis/sec from U-235. Also, a curie of 
natural thorium (thorium-natural in 
Appendix B or C) means the sum of 
3.7X10“ dis/sec from Th™ plus 3.7x10** 
dis/sec from 1h“*. 

(2) fhr the purpose of the regulations 
in this part, one curie of natural uranium 
(U-natural in Appendix B or C) is equiv- 
alent to 3,000 kilograms, or 6,615 pounds 
of natural uranium; and one curie of 
natural thorium (thorium-natural in 
Appendix B or C) is equivalent to 9,000 
kilograms or 19,850 poui^ of natural 
thorium. 

§ 20.6 Inlerprelalions. 

Except as specifically authorized by 
the Commission in writing, no interpreta- 
tion of the meaning of the regulations in 
this part by any officer or employee of 
the Commission other than a written in- 
terpretation by the General Counsel will 
be recognized to be binding upon the 
Commission. 

1 20.7 Commnnicalioiu. 

Except where otherwise a>ecilled in 
this part, all communications and re- 
ports concerning the regulations In tlUs 
part, and applications filed under them, 
should be addressed to the Director of 
Regulation, UB. Atomic Energy Com- 
mission, Washington. D.C., 20545. Com- 
munications. reports and applications 
may be delivered in person at the Oom- 
mlsslon** offices at 1717 H Street NW.. 
Washington. D.C.; at 4915 St Elmo Ave- 
nue. Bethesda, ICd.; or at Germantown, 
Ifd.; 

§ 20.101 Exposure of individuals to ra- 
diation in restricted areas. 



(a) Except as provided in paragraph 
<b> of this section, no licensee shall 
possess, use. or transfer licensed mate- 
rial in such a manner as to cause any- 
Individual in a restricted area to receive 
In any period of one calendar quarter 
from radioactive material and other 
sources of radiation in the licensee’s pos- 
session a dose in excess of the limits 
specified in the following table: 

Kerns per calendar quarter 



.. Wbole body: bend and trunX; active 
blood-forming organs; lens of 

eyes; or gonads 1(4 

I. Hands and forearms; feet and 

ankles 18% 

I. Skin of wbole body 7% 



(bi A licensee may permit an indi- 
vidual in a restricted area to receive a 
dose to the whole body greater than that 
permitted under paragraph (a) of this 
section, provided: 

(1) During any calendar quarter the 
dose to the whole body from radioactive 
material and other sources of radiation 
in the licensee’s possession shall not ex- 
ceed 3 rems; and 

(2) ’The dose to the whole body, when 
added to the accumulated occupational 
dose to the whole body, shall not exceed 
5 iN-18) rems where ‘ N” equals the in- 



dividual’s age in years at hi* last birth- 
day: and 

(3) The licensee has determined the 
individual’s accumulated occupational 
dose to the whole body on Form ABC-4, 
or on a clear and legible record contain- 
ing all the Information required in that 
form; and has otherwise complied with 
the requirements of i 20.102. As uged in 
paragrr-ph (b) , “Dose to the whole body” 
xhaii be deemed to include any dose to 
the whole body, gonads, active blood- 
forming organs, head and trunk, or lens 
of eye. 

§ 20.102 Determination of accumulated 
dose. 

(a) This section contains require- 
ments which must be satisfied by 
licensees who propose, pursuant to para- 
graph (b) of S 20.101, to permit individ- 
uals in a restricted area to receive ex- 
posure to radiation in excess of the limits 
specified in paragraph (a) of i 20.101. 

(b) Before permitting any individual 
in a restricted area to receive exposure 
to radiation in excess of the limits spec- 
ified in paragraph (a) of i 20.101, each 
licensee shall : 

(1) Obtain a certificate on Ponn 
AEC-4, or on a clear and legible record 
containing all the information required 
in that form, signed by the individual 
showing each period of time after the 
individual attained the age of 18 in which 
the individual received an occupational 
dose of radiation; and 

(2) Calculate on Form AEC-4 in ac- 
cordance with the instructions appear- 
ing therein, or on a clear and legible 
record containing all the information 
required in that form, the previously ac- 
cumulated occupational dose received by 
the individual and the additional dose 
allowed for that individual under 
i 20.101(b). 

(c) (1) In the preparation of Form 
AEC-4, or a clear and legible record con- 
taining all the information required in 
that form, the licensee shall make a rea- 
sonable effort to obtain reports of the 
individual’s previously accumulated oc- 
cupational dose. For each period for 
which the licensee obtains such reports, 
the licensee shall use the dose shown in 
the report in preparing the form. In 
any case where a licensee is unable to 
obtain reports of the individual's occu- 
pational dose for a previous complete 
calendar quarter, it shad be assumed 
that the individual has received the oc- 
cupational dose specified in whichever 
of the following columns apply; 





Column 1 


Column 2 




Amumed 


Amumed 




eipoture 


exposure 


PAitofbody 


In r«ms for 


In rems for 


ctltndar 


calendar 




quarters 


quarters 




prior to 


beinnniniE cn 




Jan. 1, IMI 


or after 
Jmi. 1, IMI 


Wholt body, conodt, 
tcUvt bnod-fonnliif 
oiRAns, head and trunk, 
leniofeye. 


394 


lU 



(2) The licensee shall retain and pre- 
ierve records used in preparing Form 
AEC-4. 

If calculation of the individual’s ac- 
cumulated occupational (kw for all 
periods prior to January 1, 1961 yields 
a result higher than the applicable ac- 
cumulated dose value for the individual 
as of that date, as «ecified in paragraph 
(b) of i 20.101, the excess may be disre- 
garded. 

S 20.103 Exposure of Individuals to 
conccnlraliont of radloacUve ma- 
terial in restricted areas. 

(a) No licensee shall possess, use or 
transfer licensed material in such a man- 
ner as to cause ary individual in a 
restricted area to be exposed to airborne 
radioactive material possessed by the 
licensee in an average concentration in 
excess of the limits specified in Appendix 
IB, Table I, of this part. “Expose” as 
u^ in this section means that the in- 
dividual is present in an airborne con- 
centration. No allowance shall be made 
for the use of protective clothing or 
equipment, or particle size, except as 
authorized by the Commission pursuant 
to paragraph (c) of this sectior. 

(b) The limits given in Appendix B. 
Table I, of this part are based upon 
exposure to the concentrations specified 
for forty hours in any period of seven 
consecutive days. In any such period 
where the number of hours of exposure 
is less than forty, the limits specified 
in the table may be increased propor- 
tionately. In any such period where 
the number of hours of exposure is 
greater than forty, the limits specified 
in the table shall be decreased 
proportionately. 

(c) (1) Except as authorized by the 
Commission pursuant to this paragraph, 
no allowance shall be made for particle 
size or the use of protective clothing 
or equipment in determining whether an 
individual is exposed to an airborne con- 
centration in excess of the limits speci- 
fied in Appendix B, Table I. 

(2) The Commission may authorize a 
licensee to expose 'n individual in a re- 
stricted area to airborne concentrations 
in excess of the limits specified in Ap- 
pendix B, Table I, upon receipt of an 
m>plication demonstrating that the con- 
centration is composed in whole or in 
part of particles of such size that such 
particles are not respirable; and that 
the individual will not inhale the con- 
centrations in excess of the limits estab- 
lished in Appendix B, Table I. Each 
aivlieation under this subparagraph 
shall include an analysis of particle sizes 
in the concentrations; and a description 
of the methods used in determining the 
particle sizes. 

(3) ’The Commission may authorize 
a licensee to expose an individual in o 
restricted area to airborne concentra- 
tions in excess of the limits specified in 
Appendix B, Table I, upon receipt of 
an application demonstrating that the 
individual will wear appropriate pro- 
tective equipment and that the individual 
will not inhale, ingest or absorb quanti- 
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ties of radioactive material in excess of 
those which might otherwise be permit* 
ted under this part for employees in 
restricted areas during a 40*hour week. 
Each application under this subpara- 
graph shall contain the following 
information: 

(i) A description of the protective 
equipment to be employed, including the 
efficiency of the equipment for the ma- 
terial involved; 

(ii> Procedures for the fitting, main- 
tenance and cleaning of the protective 
equipment; and 

(Hi) Procedures governing the use of 
the protective equipment, including su- 
pervisory procedures and length of time 
the equipment will be used by the indi- 
viduals in each work week. The pro- 
posed periods for use of the equipment 
by any individual should not be of such 
duration as would discourage observance 
by the individual of the proposed pro- 
cedures; and 

(iv> The average concentrations pres- 
ent in the areas occupied by employees. 

§20.101 Exposure of minors* 

(a) No licensee shall possess, use or 
transfer licensed material in such a 
manner as to cause any individual within 
a restricted area who is under 18 years 
of age, to receive in any period of one 
calendar quarter from radioactive ma- 
terial and other sources of radiation in 
the licensee’s possession a dose in excess 
of 10 percent of the limits specified in 
the table in paragraph (a) of § 20.101. 

(b) No licensee shall possess, use or 
transfer licensed material in such a 
manner as to cause any individual 
within a restricted area, who is under 18 
years of age to be exposed to airborne 
radioactive material possessed by the 
licensee in an average concentration in 
excess of the limits specified in Appendix 
B, Table II of this part. For purposes 
of this paragraph, concentrations may 
be averaged over periods not greater 
than a week. 

(c) The provisions of paragraph (c) 
of 55 20.103, shall apply to exposures sub- 
ject to paragraph (b) of this section. 

§ 20.105 PcrmiHsiblr \c\eU of radiation 
in iinrrxtrii'trd urra«. 

(a) There may be included in any ap- 
plication for a license or for amendment 
of a license proposed limits upon levels 
of radiation in unrestricted ^reas result- 
ing from the applicant’s possession or 
use of radioactive material a" ^ . ther 
sources of radiation. Such appi...^tions 
should include information as to antici- 
pated average radiation levels and an- 
ticipated occupancy times for each 
unrestricted area involved. The Com- 
mission will approve the proposed limits 
if the applicant demonstrates that the 
proposed limits are not likely to cause 
any individual to receive a dose to the 
whole body in any period of one calendar 
year in excess of 0.5 rem. 

(b) Except as authorized by the Com- 
mission pursuant to paragraph (a) of 
this section, no licensee shall possess, use 
or transfer licensed material in such a 
manner as to create in any unrestricted 



area from radioactive material and other 
sources of radiation in his possession: 

(1) Radiation levels which, if an indi- 
vidual were continuously present in the 
area, could result in his receiving a dose 
in excess of two milhrems in any one 
hour, or 

(2) Radiation levels which, if an indi- 
vidual were continuously present in the 
area, could result in his receiving a dose 
in excess of 100 millirems in any seven 
consecutive days. 

§20.106 ColU'entrationii in efllurntA to 
unrerttrirlrd ureuA. 



(a) A licensee shall not possess, use, 
or transfer licensed material so as to re- 
lease to an unrestricted an» radioactive 
material in concentrations which exceed 
the limits specified in Appendix 
Table n of this part, except as authorised 
pursuant to I 20.302 or paragraph (b) of 
this section. FV>r purposes of this sec« 
tion concentrations may be averaged over 
a period not greater than one year. 

(b) An application for a license or 
amendment may include proposed limits 
higher than those specified in para- 
graph (a) of this section. The Commis- 
sion will ig>prove the proposed limits 
if the applicant demonstrates: 

(1) That the aiH>licant has made a 
reasonable effort to minimize the radio- 
activity contained in effluents to un- 
restricted areas; and 

(2) That it is not likely that radio- 
active material discharged in the effluent 
would result in the exposure of an indi- 
vidual to concentrations of radioactive 
material in air or water exceeding the 
limits specified in Appendix "B”, Table 
nof this part. 

(c) An application for higher limits 
n pursuant to paragraph (b) of this sec- 
2 tion shall include information demon- 
et strating that the applicant has made a 

reasonable effort to minimize the radlo- 
S activity discharged in effluents to unre- 
stricted areas, and shall include, as 
pertinent: 

(1) Information as to flow rates, total 
volume of effluent, peak concentration of 
each radionuclide in the effluent, and con- 
centration of each radionuclide in the 
effluent averaged over a period of one 
year at the point where the effluent leaves 
a stack, tube, pipe, or similar conduit; 

(2> A description of the properties of 
the effluents, including: 

(i) chemical composition; 

(ii) physical characterisUcs, including 
suspended solids content in liquid efflu- 
ents, and nature of gas or aerosol for air 
effluents; 

(Hi) the hydrogen ion concentrations 

(pH) of liquid effluents; and 

(iv) the size range of particulates in 
effluents released into air. 

(3) A description of the anticipated 
human occupancy in the unrestricted 
area where the highest concentration of 
radioactive material from the effluent is 
expected, and, in the case of a river or 
stream, a description of water uses down- 
stream from the point of release of the 
effluent. 



(4) Information as to the highest con- 
centration of each radionuclide in an 
unrestricted area, including anticipated 
concentrations averaged over a period of 
one year: 

(i) In air at any point of human oc- 
cupancy; or 

(ii) In water at points of use down- 
stream from the point of release of the 
effluent. 

(5) The background ccmcentration of 
radionuclides in the receiving river or 
stream prior to the release of liquid 
effluent. 

(6) A description of the environmental 
monitoring equipment, including sensi- 
tivity of the system, and procedures and 
calculations to determine concentrations 
of radionuclides in the unrestricted area 
and possible reconeentrations of radio- 
nuclides. 

(7) A description of the waste treat- 
ment facilities and procedures used to 
reduce the concentration of radionuclides 
in effluents prior to their release. 

(d) For the purposes of this secti(>*' 
the concentration limits in Appendix *‘B”, 
Table n of this part shall m>ply at the 
boundary of the restricted area. The 
concentration of radioactive material 
discharged through a stack, pipe or sim- 
ilar conduit may be determined with 
respect to the point where the material 
leaves the conduit. If the conduit dis- 
charges within the restricted area, the 
concentration at the boundary may be 
determined by applying appropriate 
factors for dilution, dispersion, or decay 
between the point of discharge and the 
boundaiy. 

(e) In addition to limiting concen- 
trations in effluent streams, the Com 
mission may limit quantities of radio- 
active materials released in air or water 
during a specified period of time if it 
appears that the daily intake of radio- 
acUve m^;terial from ah', water, or food 
by a suitable sample of an exposed pop- 
ulation group, averaged over a period 
not exceeding one year, would otherwise 
exceed the daily intake resulting from 
continuous exposure to air or water con- 
taining one-third the concentration of 
radioactive materials specified in Ap- 
pendix “B”, Table n of this part. 

(f) The provisions of this section do 
not apply to disposal of radioactive ma- 
terial UA/o sanitary sewerage systems, 
which is governed by i 20.303 



4 § 20.107 Medical diagnoids and therapy* 
g Nothing in the regulations in this part 
** shall be interpreted as limiting the in- 
tentional exposure of patients to radia- 
in tion for the purpose of medical diagnosis 
^ or medical therapy. 
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8 20.108 Orders i^uiring furnishing of 
bio.aHay services. 

Where necessai'y or desirable in order 
to aid in determining the extent of an 
individual’s exposure to concentrations 
of radioactive material, the Commis.sion 
may incorporate appropriate provisions 
in any <!ise, directing the licensee to 
make available to the individual appro- 
priate bio-assay services and to furnish 
a copy of the reports of such services to 
the Commission. 

PXECAUTIONASY PSOCEOUSES 

§ 20.201 Surveys. 

(a) As used in the regulations in this 
part, "survey” means an evaluation of 
the radiation hazards incident to the pro- 
duction, use, release, disposal, or pres- 
ence of radioactive materials or other 
sources of radiation under a specific set 
of conditions. When appropriate, such 
evaluation includes a physical survey of 
the location of materials and equipment, 
and measurements of levels of radiation 
or concentrations of radioactive material 
present. 

(b) Each licensee shall make or cause 
to be made such surveys as may be neces- 
sary for him to comply with the regula- 
tions in this part. 

8 20.202 Personnel monitoring. 

(a) Each licensee shall supply appro- 
priate personnel monitoring equipment 
to, and shall require the use of such 
equipment by ; 

(1) Each individual who enters a re- 
stricted area under such circumstances 
that he receives, or is likely to receive, 
a dose in any calendar quarter in excess 
of 25 percent of the applicable value 
specified in paragraph (a) of 1 20.101. 

(2) Each individual under 18 years of 
age who enters a restricted area under 
such circumstances that he receives, or 
is likely to receive, a dose in any calen- 
dar quarter in excess of 5 percent of 
the applicable value specified in para- 
graph (a) of S 20.101. 

(3) Each individual who enters a high 
radiation area. 

(b) As used in this part, 

( 1 ) "Personnel monitoring equipment” 
means devices designed to be worn or 
carried by an individual for the purpose 
of measuring the dose received (e. g.. 
film badges, pocket chambers, pocket 
dosimeters, film rings, etc.) ; 

(2) "Radiation area” means any area, 
accessible to personnel, in which there 
exists radiation, originating in whole or 
in part within licensed material, at such 
levels that a major portion of the body 
could receive in any one hour a dose in 
excess cf S miUirem, or in any 5 con- 
secutive days a dose in excess of 100 
millirems; 

(3) "High radiation area” means any 
area, accessible to personnel, in which 
there exists radiation originating in 
whole or in part within licensed mate- 
rial at such levels that a major p''^lon 
of the body could receive in any one ^lour 
a dose in excess of 100 mlllirem. 



■ Or "Danf.er ' 



§ 20.203 Caution signs, labels, and sig- 
nalx. 

I a) General. (1) Except as otherwise 
authorized by the Commission, sym- 
bols prescribed by this section shall use 
the conventional radiation caution colors 
(magenta or purple on yellow back- 
ground). The symbol prescribed by this 
section is the conventional three-bladed 
desUm: 

Raoution Stmsol 

1. Cross-hatched area is to be magenta or 
purple. 

a. Background Is to be yellow. 




and labels prescribed in this sectloa li- 
censees may provide on or near such 
signs and labels any additional informa- 
tion which may be appropriate in aiding 
individuals to minimize exposure to radi- 
ation or to radioactive material. 

(b) Radiation areas. Each radiation 
area shall be conspicuously posted with 
a sign or signs bearing the radiation cau- 
tion symbol and the words: 

CAUTION' 

RADIATION AREA 

(c) High radiation areas. (1) Each 

high radiation area shall be conspicu- 
ously posted with a sign or signs bearing 
the radiation caution symbol and the! 
words: ' 

CAUTION' 

mOH RADIATION AREA 

(2) Each high radiation area shall be 
equipped with a control device which 
shall either cause the level of radiation 
to be reduced below that at which an 
individual might receive a dose of 100 
miiiiri»in in one hour upon entry into 
the area or shall energize a conspicuous 
visible or audible alarm signal in such 
a manner that the Individual entering 
and the licensee or a supervisor of the 
activity are made aware of the entry. 
In the case of a high radiation area es- 
tablished for a period of 30 days or less, 
such control device is not required. 

(d) Airborne radioactivity areas. (1) 
As used in the regulations in this part, 
“airborne radioactivity area” means (1) 
any room, enclosure, or operating area 



in which airborne radioactive materials, 
composki wholly or partly of licensed 
material, exist in concentrations in ex- 
cess of the amounts specified in Appen- 
dix B, Table I, Column 1 of this part: or 
(11) any room, enclosiu«, or operating 
area in which airborne radioactive mate- 
rial composed wholly or partly of licensed 
material exists in concentrations whl(di, 
averaged over the number of hours in 
any week during which individuals are 
in the area, exceed 25 percent of the 
amounts specified in Appendix B, Table I. 
Column I of this part. 

(2) Each airborne radioactivity area 
Khali be conspicuously posted with a sign 
or signs bearing the radiation caution 
symbol and the words: ^ 

CAUTION' 

AIRBORNB RADIOACnvrnr AREA 

it) Additional reguirements. (1) Each 
area or room in which licensed material 
is used or stored and which contains any 
radioactive material (other than natural 
uranium or thorium) in an amount ex- 
ceeding 10 times the quantity of such 
material specified in Appendix C of this 
part shall be consplcuous’y posted with 
a sign or signs bearing the radiation 
caution symbol and the words: 

CAUTION ' 

RADIOACnVB MATEBIAL(B) 

(2) Each area or room in which nat- 
ural uranium or thorium is used or 
stored in an amount exceeding one- 
hundred times the quantity specified in 
Appendix C of this part shall be con- 
spicuously posted with a sign or signs 
bearing the radiation caution symbol 
and the words: 

CAUTION 

. RADIOACnVB MA'mtIAL(8) 

“ (f) Containers. (1) Except as pro- 
vided in subparagraph (3) of this para- 
graph, each container of licensed mate- 
rial shall bear a durable, clearly visible 
label identifying the radioactive con- 
tents, 

(2) A label required pursuant to sub- 
paragraph (1) of this paragraph shall 
bear the radiation caution symbol and 
the words "CAUTION, RADIOACTIVE 
MATERIAL” or “DANGER, RADIOAC- 
TIVE MATERIAL”. It Shall also provide 
sufficient information' to permit in- 
dividuals handling or using the con- 
tainers, or working in the vicinity there- 
of, to take precautions to avoid or mini- 
mize exposures. 

(3) Notwithstanding the provisions of 
subparagraph (1) of this paragraph, 
labeling is not required : 

(i) For containers that do not con- 
tain licensed materials in quantities 
greater than the applicable quantities 
listed in Appendix C of this part. 

(il) For containers containing only 
natural uranium or thorium in quantities 
no greater than 10 times the applicable 
quantities listed in Appendix C of this 
part. 

(ill) For C(mtalners that do not con- 
taln licensed materials in concentrations 

* At i 4 >proprUte, the information will In- 
clude radiation levela, klnda of material, 
tlmate of activity, date for which activity ia 
eatlmated, maaa enrichment, etc. 
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creater than the appUcable concentra- 
tions listed In C(dumn 2, Table I, Ap- 
pendix B of this part. 

(Iv) FOr containers when they are at- 
tended by an Individual who takes the 
precautions necessary to prevent the 
exposure of any Individual to radiation or 
radioactive materials In excess of the 
■« limits established by the regulaUons In 
M this part. 

S (V) For containers when they are In 
K transport and packaged and labeled In 
accordance with regulations of the In- 
S terstate Commerce Commission, Federal 
Aviation Agency, or Coast Guard. 

(vl) For containers which are acces- 
sible* only to Indl' ti^uals authorized to 
handle or use them, or to work In the 
vicinity thereof, provided that the con- 
tents are identified to such Individuals 
by a readily available written record. 

(vU) For manufacturing or process 
equipment, such as nuclear reactors, re- 
actor components, piping, and tanks. 

S 20.204 Exceptions from posiinit re 
quiremenln. 

NotwithsUnding the provisions of 
$ 20 . 203 . 

(a) A room or area is not required to 
be posted with a caution sign because of 
the presence of a sealed source provided 
the radiation level twelve inches from 
ttie surface of the source container or 
housing does not exceed live millirem 
per hour. 

(b> Rooms or other areas in hospitals 
are not required to be posted with caution 
? signs because of the presence of patients 
S containing byproduct material provided 
that there are personnel in attendance 
u! whoshall take the precautions necessary 
to prevent the exposure of any individual 
to radiation or radioactive material In 
excess of the limits established In the 
regulations In this part. 

(c) Caution signs are not required to 
be posted at areas or rooms containing 
radioactive materials for periods of less 
than eight hours* provided that (1) the 
materials are constantly attended during 
such periods by an individual who shall 
take the precautions necessary to pre- 
vent the exposure of any Individual to 
radiation or radioactive materials in ex- 
eeu of the limits established in the regu- 
laUons in this part and: (2) such area or 
»>>room is subject to the licensee's control. 

^ (d) A room or other area is not re- 
S; qulred to be posted with a caution sign 
o because of the presence of radioacttve 
*" materials packaged and labeled in ac- 
£ cordance with regulaUons of the Inter- 
^ sUte Commerce Commission, Federal 
* * AvlaUon Agency, or Coast Guard. 

20.206 lii^lriirlion of ptT>»onnrl: poM- 
r ing of noli€*o«( to rniployoo«i. 

(a> All individuals working in or fre- 
Z quentin? any portion of a restricted area 

0 shall be informed of the occurrence of 
radioactive materials or of radiation in 
su^ 1 portions of the restricted area: 
Miall be instructed in the safety prob- 
lems associated with exposure to such 
materials or radiation and in precau- 

1 rlons 01 procedures to minimize expo- 

spor exAi^le. container* In locatloni iuch 
M water-filled canal*, •torage vault*, or not 
cells. 
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sure: shall be instructed in the applicable 
provisions of Commission regulations 
and licenses for the protection of ner- 
sonnel from exposures to radiation or 
radioactive materials; and shall be ad- 
vised of reports of radiation exposure 
which employees may request pursuant 
to these regulations. 

<b) Each licensee shall post a current 
copy of the regulations in this part, a 
copy of the license, and a copy of oper- 
ating procedures applicable to work 
under the license conspicuously in a suf- 
ficient number of places in every estab- 
lishment where employees are employed 
in activities licensed by the Commission 
to permit them to observe such docu- 
ments on the way to or from their place 
of employment or shall keep such docu- 
ments availabh; for employees’ examina- 
tion upon reo.uest. 

r "ST(c) Form AEC-3, "Notice to Em- 
ployees", shall be conspicuously posted 
S in a sufficient number of places in every 
R establishment where employees are em- 
^ ployed in activities licensed by the Com* 

UL mission to permit employees working In 
15 or frequenting any portion of a restricted 

L area to observe a copy on the way to or 
from their place of employment. 
iT^NoTi: Copl** of Form AEC*3. ^’Notice to 
S Employee*." may be obtained by writing to 
^ the Director of the approprlau U.S. Atomic 
“ Energ; commliilon Re^onal Compliance 
omce luted in Appendix "D" or the Director. 

R Division of Maunals Licensing. U S. Atomic 
u Energy Commission, Washington. D.C., 20545. 
"X20.207 Slorapc of liron^od ninlrrinU. 

Licensed materials stored in an unre- 
stricted area shall be secured against un- 
authorized removal from the place of 
storage. 

Waste Disposal 
§20.301 roqiiiromonl. 

No licensee shall di.spose of licensed 
material except : 

ca) By transfer to an authorized re- 
cipient as provided in the regulations in 
Part 30, 40, or 70 of this chapter, which- 
ever may be applicable: or 
(b) As authorized pursuant to 
$20,302; or 

(c) As provided in $ 20,303 or 
2 $ 20.304. applicable respectively to the 
g disposal of licensed material by release 
into sanitary sewerage systems or burial 
21 in soil, or in $ 20 106 (Concentrations in 
in Effluents to Unrestricted Areas). 

§ 20..302 Molliod for oliliiitiinp upproval 

€»f propOAOll flUpiHul pPfMTlIlllTS*. 

Any licensee or applicant for a license 
may apply to the Commission for ap- 
proval of proposed procedures to dispose 
of licensed :..aterial in a manner not 
otherwise authorized in the regulations 
in this chapter. Each application should 
include a description of the 
licensed material and any other radio- 
active material involved, including the 
quantities and kinds of such material 
and the levels of radioactivity involved, 
and the proposed manner and condi- 
tions of disposal. The application should 
also include an analysis and evaluation 
of pertinent information as to the nature 



of the environment, including topo- 
graphical, geological, meteorological, 
and hydrological characteristics; usage 
of ground and surface waters in the gen- 
eral area; the nature and location of 
other potentially affected facilities; and 
procedures to be observed to minimize 
the risk of unexpected or hazardous 
exposures. 

l~The Commission will not approve any 
S application for a license to receive li- 
^ censed material from other persons for 
£ disposal on land not owned by the 
^ Federal government or by a State 
gov ernment. 

§^0..30,3 by rolriiM* inlo Mini* 

liiry 

No licensee shall discharge licensed 
material into a sanitary sewerage system 
unless: 

(a) It Is readily soluble or dispersible 
in watei*; and 

(b) Ihe quantity of any licensed or 
other n;dioactive material released into 
the syst em by the licensee in any one 
day does not exceed the larger of sub- 
paragraphs (1) or (2) of this paragraph: 

(1) The quantity which, if diluted by 
the average daily quantity of sewage re- 
leased into the sewer by the licensee, 
.vill result in an average concentration 
equal to the limits specified in Appendix 
B, Table 1. Column 2 of this part; or 

(21 Ten times the quantity of such 
material specifica in Appendix C of this 
part: and 

(c) The quantity of any licensed or 
other radioactive material released in 
any one month, if diluted by the average 
monthly quantity of watei released by 

2 the licensee, will not result in an average 
g concentration exceeding the limits spec- 
ified in Appendix 6, Table I, Column 2 
£of this part; and 

in (d) The gross quantity of licensed and 
jther radioactive material released into 
the sewerage system by the licensee does 
not exceed one curie per year. 

Excn.ta from individuals undergoing 
medical diagnosis or therapy with radio- 
active material shall be exempt from 
any limitations contained in this 
section. 

§ 20.304 DijipoMiil by biiriul in noih 

No licensee shall dispose of licensed 
material by burial in soil unless: 

(a) The total quantity of licensed and 
other radioactive materials buried at any 
one location and time does not exceed, at 
the time of burial, 1.000 times the amount 
specified in Appendix C of this part; and 

(b) Burial is at a minimum depth of 
four feet; and 

(c) Successive burials are separated by 
distances of at least six feet and not more 
than 12 burials are made in any year. 
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1 20»30S Treaimenl or dispooal by indn- 
•ralion* 

No UceoMO shaU treat or dispose ol 
licensed material by incineration except 
as specifically approved by the Commli* 
Sion pursuant to II 20.106(b) and 20.302. 



axcoiDSi axpoaTSi and NonncATioN 

§ 20.401 Rerordii of surveys rniliation 
monitorini;, and dispo<»ul. 

(a) Each liceasee shall maintain rec- 
ords showmf? the radiation exposures of 
all individuals for whom personnel mon- 
itoring is required under I 20.202 of the 
regulations in this part. Such records 
shall be kept on Form AEC-5, in accord- 
ance with the instructions contained In 
that form or on clear and legible rec- 
ords containing all the information re- 
quired by Form AEC-5 The doses en- 
tered on the forms or records shall be for 
periods of tune not exceeding one calen- 
dar quarter. 

cbi Ea, ' licensee shall maintain rec- 
ords in the same units used in the ap- 
pendices to this parti showing the results 
of surveys required by S 20.201 (b), and 
disposals made under II 20.302. 20 303r 
gnd 20.304. 

** (c) Records of individual radiation 
exposure which must be maintained pur- 
suant to the provisions of para^aph (a) 
of this section shaU be preserved until 
December 31. 1070. or until a date 5 years 
after termination of the individual's em- 
ployment. whichever is later. Records 
which must be maintained pursuant to 
tills part may be maintained in the form 
of microfilms. 

Note: Prior to December SI. 1D70. the Com- 
miuion may amend this paragraph to assure 
the further preservation of records which it 
determines should not be destroyed. 

• § 20.102 KrporiM of llirft or <»f 

niiilrriiil. 

Each licensee shall rei>ort by telephone 
and tcle^iaph to the Director uf the 
appiopriatc Atomic Energy Commission 
Regional Compliantc Office listed in Ap- 
pendix D. hnmcdiutcly after its occur- 
rence becomes known to the Itccn.scc. any 
loss or theft of llccascd material in such 
quantitic.s and under such circumstances 
that it appears to the licensee that a 
substantial hazard may result to persons 
in unrestricted areas. 

§20.10.7 ISiitifiralionH of iiii Mleiit-. 

<a^ Immediate notification. Each li- 
censee .shall immediately notify the Di- 
rector of the appropriate Atomic Enriev 
Commi.s.sion Regional Compliance Olfico 
shown in Appendix D by telephone and 
telegraph of any incident involving by- 
product. .source or special nuclear mate- 
rial pos.sc.ssrd by him and which may 
have caused or threatens to cause: 

( 1 ) Exposure of the whole body of any 
Individual to 25 rem.s or more of radia- 
tion; exposure of the skin of the whole 
body of any Individual of 150 rem.s or 
more of radiation: or exposure of the 
feet, anklc.s. hands or forearms of any 
individual to 375 rems or more of radia- 
tion: or 



i2> The rclca.se of radioactive matc- 
1 ial In concentrations which, if averaged 
over a period of 24 hours, would exceed 
.5.000 times the limits specified for .such 
.natcrials In Appendix B. Table II; or 
A los.s of one working week or 
more of the operation of any facilities 
affected; or 

(4) Damage to property In excess of 
$100,000. 

lb) Twaity-four hour notification 
Each licensee shall within 24 huur.s 
notify the Director of the appropriate 
Atomic Energy Commission Regional 
Compliance Office listed in Appi'ndix D 
by telephone and tclcgiaph of any inci- 
dent Involving licensed material pos- 
scssed by him and which may have 
caused or threatens to cause: 

( 1 ) Exposure of the whole body of any 
individual to 5 rems or more of radia- 
tion; exposure of the skin of the whole 
body of any Individual to 30 rem or 
more of radiation; or exposure of the 
feet, anklet, handa. or forearms to 75 
rems or more of radiation; or 

(2) The release of radioactive mate- 
rial in concentrationa which, if aver- 
aged over a period of 24 hours, would 
exceed 500 times the limits specified for 
such materials in Appendix B. Table II; 
or 

(3) A loss of one day or more of the 
operation of any facilities affected; or 

(4) ITamage to property in excess of 
_2 j.ooo. 

*^(0 Any report filed with the Com- 
miagion pursuant to this section shall be 
prepared so that names of individuala 
who have received exposure to radiation 
will be stated in a separate part of the 
jeport 

.§ 20 . lot Koport to funner eniployrcN of 
exposure to ruiliutioii. 

At the request of a former employee 
each licensee shall furnish to the former 
employee a report of the former em- 
ployee's expasure to radiation as showm 
in records maintained by the licensee 
pursuant to 20.401(a). Such report 
.shall be furnished within 30 days from 
the time the request is made; shall cover 
each calendar quarter of the individual's 
employment involving exposure to radi- 
ation. or such lesser period as may be 
requested by the employee. The report 
shall also include the results of any cal- 
culations and analyses of radioactive 
material deposited in the body of the 
employee and made pursuant to the pro- 
visions of § 20.108. The report shall be 
in writing and contain the following 
statement ; 

This report Is furnished to yoU under the 
provisions of the Atomic Energy Commission 
regulations entitled “Standards for Protec- 
tion Against Radiation" (10 CFR Part 20). 
You should preserve this report for future 
reference 

(b) The former employees request 
should include appropriate identifying 
data, such as social security number 
and dates and locations of employment. 






w 

% 20.405 Reporu of ovempOMirot and 
•xceMive IcvcU and conccatralions* 

(a) m addition to any notifleatlon 
required by 1 30.403. each lioenseo ahall 
make a report In writiny within 30 days 
to the • Director. Divi- 

sion of State and Licensee Relations. U.8. 
Atomic Energy Commission. Washington. 
D.C.. 20545 ,,^th 

a copy to tho Dlreoior of the approprtato 
Atomic Energy Cdmmlsalon Regional 
Cbmpllance Offlet listed in Appendix D. 
of (1) each exposure of an individual to 
radiation or concentrations of radioac- 
o tlve material In exceu of any applicable 
S limit in this psjrt or In the licensee's 
license; (2) any incident for which notl- 
tL, fleation is required by 1 30.403; and (3) 
leveU of radiation or concentrationa of 
radioactive material (not involving ex- 
cessive exposure of any individual) In 
an unrestricted area In excess of ten 
times any applicable limit set forth In 
this part or in the licensee's license. 
Each report required under this para- 
graph shall describe the extent of ex- 
posure of persons to radiation or to 
radioactive material; levels of radiation 
and concentrations of radioact(ve mate- 
rial Involved; the cause of the exposure, 
levels or concentrations; and corrective 
steps taken or planned to assure against 
a recurrence. 

r - <b) In any case where a licensee is 
required pursuant to the provisions of 
this section to report to the Commission 
any e?:posure of an individual to radia- 
tion or to concentrations of radioactive 
? material, the licensee shall also notify 
o such individual of the nature and extent 
of exposure. Such notice shall be in 
£ writing and shall contain the following 
in statement: 

This report Is furnished to you under ‘he 
provisions of the Atomic Energy Commission 
regulations entliled “Standards for Protec- 
tion Against Radiation** MO CFR Part 20) 

Tou should preserve this report for future 
reference 

"" c) Any report lilcd with the Com- 
g mission pursuant to this section shall be 
^ prepared so that names of individuals 
£ who have received exposure to radiation 
^ will be stated in a separate part of the 
< ^re POrt. 

20. 106 Notirr to rniployrrs of rr- 

po^iirf to radiation. 

At the icqu(?st of any emplovec each 
licensee shall advise such employ^^e an- 
nually of the employee's exposure to 
radiation as '.hown m records main- 
tained by the licensee pursuant to 
20.401 (a 1. 

Exceptions and Additional 
2 ReqUIREMENTS 

Ok 

S § 20 .S 0 I .\pplieationK for exetuptionM. 

£ The Commission may. upon application 
•n by any licensee or upon its own initiative. 
^ grant such exemptions from the require- 
ments of the regulations in this part as 
it determines are authorized by law and 
will not result in undue hazard to life 
or property. 

§ 20.502 Additional requirement!^. 

The Commission may, by rule, regula- 
tion, or order, impose upon any licensee 
such requirements, in addition to those 
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established in the regulations in this 
part, as it deems appropriate or necessary 
to protect health or to minimize dancer 
to life or property. 

ENrOKCBMINT 
§ 20.60 Violaliont. 

An injunction or other court order may 
S be obtained prohibiting any violation of 
S any provision of the act or any regulation 
■c or order Issued thereunder. Any person 
who wUlfuily violates any provision of 
S the act or any regulation or order Issued 
thereunder may be guilty of a crime, and 
upon conviction, may be punislied by fine 
or imprisonment or both, as provided by 
law. 
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PART 20 - STARDARDS VOR PROTECnOH AGAINST RADIATION 



MaMrW 



Mlcr^ 

corlM 



Ai** 

A*»* 

Ai\Am 

Au»» 

Au‘* 

Ba«»+UM* 

W 

CM 

Cta 

CdMN-A|« 

Ci»M+pr»M 

cm 

CflPi 

Cr« 

Ctw+BA** 

C||N._. 

Euw* 

r» 

re» 



Qa»i 

at»* 

Hi(HTOorH>20).. 

I‘» 

In»M 

Ir« 

K» 

U«» 

Mn» 

Mn» 

M0» 

NiP... 

NiM 

Nb»- 

NlM 

Nm 

P« 

Pd«+Rhw 

Pd‘» 

Pm>« 

Po» 

Pr«» 

Pu» 

lum 

Rb» 

Ra'» 

Rh« 

Ru«+Rh»»-...-. 

8». 

8b» 

8c« 

8m»» 

Sn'w 

8i« 

SriM-Y* 

TaI* 

Te^ 

Te^ 

Taw 

T0«* - 

Th (Mtiinl) 



TrtUum. SmII>. 

U (naturtl) 

U» 

UM-um 

V* 

w>» 

Y» 

V« 



Znu.... 

Unidentifled radloMilvt mAteriab or any of 
the above In unknown mliturN 



10 

10 

10 

10 

50 

SO 

10 

10 



SO 

1 

10 

so 

so 

10 

so 

280 

10 

10 

10 

10 

SO 

10 

10 

10 

10 

1 

10 

so 

10 

10 

ai 

10 

0.1 

10 

10 

10 

1 

so 



10 

10 

1 

ai 

10 

1 

10 

1 

so 

so 

2S0 

so 

so 

10 

1 

10 

0.1 



A/riMMl D 

vifiTED mna /tome BNaaut cxmiuiis^on 
oonruANci ofpiris 



fUftoa 



Cmnectieut. Dflawar^ Dbtrict Of Columbia, 
Mala*. Maryland, Mamachuwtta, Naw llanip< 
•htia. Naw Janaj, Naw York, Pannsylvaola, 
Rhoda bland, aaa Vamoat 



Alabama, Arkanaaa, 



kanaaa, Florida, Qaoftla, Kanlucky, 
Mliriflippl. North Car^ua, Panama 
Canal Zona^ Puarto itlao. South CaroUiia, Tan- 
Demaa, Vbglnla, VliflD blanda, and Wa5t 
vintata. 

llllnola, Indiana, low% MldUgan, Mirmesotn, 
Mbwuri ,Oblo, and Wbeonrin. 



IV 

Coluriido, Idalio, Kanaaa, Montana, Nc1)r4:tka, 
New Mciloo, N<Mtli UMOta, Oklalionia, SouUi 
Ovikota, Texas, Vtali, and Wyoming. 



ALi'ika, Arizona, CoUforolar Hawaii, NrvmltL 
Oregon, Waahlngton and U.B. tcrrllorlrs and 
lK)^sslonsln tlio Padfle. 



Addiam 



Bafloo I, DIvWoo of 
damllaMa, USABC, 
STS fiodaoo St., Naw 

York, N.Y.JW4 

II, DIvWoo of 
idhiMo. V8ABC, 
iSt.NE.,AtlnBla. 

Oa..»l 

Bmilm III, DIvWao of 
cSopHanaa, USABC, 




k,ni., 

Ratloo IV, DIvWoo of 
CamplWicw, USABC, 
lONI WaM CoUW Ate., 
Dinver,Colo.,iasu.... 

Bifloo V, DIvWoo of 
CampUance, USABC, 
nil Baoctoft Way, 
lterfcclrv.Calir..M7SI.. 



Daytlma 



212-«S>1000 

AOInUI-STtl 

SIRSM-IMO 

IQS-3S7-4211 

41AS«1-IP20 



NUMaaod 

hoSSaya 



212-SW>1000 

404>SaM1fl 

112-710-7711 

m-2r-soM 

415^1-1130 



.31 FR 4448 , 



J 



Note: The record keeping and reporting re- 
quirements contained in this part hate been 
approved by the Bureau of the Budget in 
accordance with the Federal Reports Act of 
1942. 



Appondlx C from 25 FR 1 0914 . 
Appofidix D from 27 FR 10825 . 



Non: Fbr purposes of II 20.203 and 20.304, 
where there U involved a combination of tao- 
topes in known amounts the limit for the 
combination should be derived aa follows: 
Determine, for each Isotope in the combina- 
tion, the ratio between the quantity present 
in the combination and the limit otherwise 
esUbliahed for the apecillc isotope when not 
in combination. The sum of such ratios for 
all the isotopes in the combination may not 
exceed li.c.. **unity”). 

ExAiiPtE. For purposes of 120.304. if a 
particular batch contains 2.000 mc of Au'*^ 
and 25,000 sc of C'*, it may also include not 
more than 3,000 sc of ThU limit was de- 
termined aa follows: 

2,000 sc Au»» , 25 ,000 sc C»* . 3,000sC 1'** 
10,000se '*’»,000sc ^10,000sc 

The denominator in each of ths above ratios 
was obtained by multiplying the flfure in 
ths Uhls by 1,000 as provided In 1 20.304. 
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UNITID STATIS ATOMIC INiROY COMMISSION 

RULiS and RiOULATIONS • TITIE 10 - ATOMIC ENEROY 



LICENSES FOR RADIOGRAPHY AND RADIATION 
SAFETY REQUIREMENTS FOR RADIOGRAPHIC 
OPERATIONS 



Soc. 

341 PurpoM and icope. 

34^ Dtflnltlono. 

34.3 Applications for tpecUlc licenses. 

Svbpart A Sp scWc Ucsniinf Re^uliomontt 

3411 Issuancs of spsclllc licenses for use of 
sealed sources In radiography. 

Subpert I— Redletien Solely tegulremefito 
EQUVlttKT CONTtOL 

34.31 limit on levels of radiation for radio- 
graphic exposure devices and atoraga 
containers. 

54.33 Locking of radiographic exposure de- 

vices and st<»mge containers. 

34.33 Storaga precautions. 

34.34 Radiation survey instruments. 

34.35 Leak testing, repair, tagging, opening, 

modification and replacement of 
waled sources. 

34.36 Quarterly Inventory. 

34.37 Utilisation logs. 

PsaSONAL RADUTlOir SAVSTY RXQtnaXMXNTS 

vox Radioosapmbs and Radioobapiixm' 

ASSlBTAlfT 
34A1 limitations 

34.33 operating and amergency procedures. 
34.33 Personnel monitoring control. 

PaxcAunoNABT PaocxDuais in RaoioqxapriC 
OnBATioNa 

34.41 Security. 

34.43 Posting. 

34.43 Radiation surveys and survey records. 
BxncFrxoNs 

34.51 Applications for exemptions, 
i^pendix A. 



s 34.1 Purpose and scope. 

This part prescribes requirements for 
the issuance of licenses for the use of 
setled sources containing byproduct ma- 
terial and radiation safety requirements 
for persons using such sealed sources in 
radiography. The provisions and re- 
quirements of this part are in addition 
to, and not in substitution for, other re- 
quirements of this chapter. In partic- 
ular, the provisions of Part 30 of this 
chaj^r apply to applications and licenses 
subject to this part. Nothing in this part 
shall apply to uses of byproduct material 
for medical diagnosis or theriqiy. 



§ 34.2 Definitions* 

As used In this part: 

(a) ‘‘Radiography” means the exami- 
nation of the structure of materials by 
nondestructive methods, utilizing sealed 
sources of byproduct materials: 

(b> ‘‘Radiogzwher” means any indi- 
vidual who performs or who, in attend- 
ance at the site where the sealed source 
or sources are being used, personally 
supervises radiographic operailr^ns and 
who is responsible to the licensee for as- 
suring compliance with the requirements 
of the Commission's regidations and the 
conditions of the license: 

(c> ‘‘Radlognq>her's assistant” means 
any individual who, under the personal 
supervisicm of a radiographer, uses radio- 
graphic exposure devices, sealed sources 
or related handling tools, or radiation 
surv^ instruments in radiogrwhy; 

(d> ‘‘Radiographic exposure device** 
means any instrument containing a 
sealed source fastened or contained 
therein, in which the sealed source or 
shielding thereof may be moved, or 
otherwise changed, from a shielded to 
unshielded position for purposes of mak- 
ing a radiognqdilc exposure: 

(e> ‘‘Sealed soprce'* means any by- 
product material that is encased in a 
capsule desiimed to prevent leakage or 
escape of the byproduct material; 

(f> ‘‘Storage container** means a de- 
vice In which sealed sources are trans- 
ported or stored. 

S 34*3 Applications for specific licenses. 

Apidlcations for specific licenses for 
use of sealed sources in radiography shall 
be filed on Form AEG 313R» ‘‘Application 
for ^rproduct Bfaterial License— Use of 
Sealed Sources in Radiography.*' 

Subpart Specific Licensing 
Requirements 

§ 34.11 Iwuance of specific liccntcs for 
use of scaled sources in radiography. 

An application for a specific license for 
use of s^ed sourcos in radiography will 
be approved if: 

(a) The ai^licant satisfies the general 
requirements Q>ecified in i 30.33 of this 
chapter: 

(b> The applicant will have an ade- 
quate program for training radiogra- 
phers and radiographers* assistants and 
sdbmlts to the Conunlsslon a schedule or 
description of such program which speci- 
fies the: 

(1) Initial training; 

(3) Periodic training: 



(3) On-the-Job training; 

(4) Means to be used by the licensee to 
determine the radiographer's knowledge 
and understanding of and cbllity to com- 
ply with Commission regulations and li- 
censing requirements, and the operating 
and emergency procedures of the appli- 
cant: and 

(5) Means to be used by the licensee to 
determine the radiographer's assistant's 
knowledge and understanding of and 
ability to comply with the operating and 
emergency procedures of the iqipUcant; 

(c> The applicant has established and 
submits to the Commission satisfactory 
written operating and emergency pro- 
cedures as described in 1 34.32; 

(d> Ihe iqiplicant will have an ade- 
quate internal inspection system, or other 
management control, to assure that 
Commission license provisions. Commis- 
sion regulations, and the applicant's op- 
erating and emergency procedures are 
followed by radiographers and radiog- 
raphers' assistants; 

(e> The applicant submits a descrip- 
tion of its over-all organizational struc- 
ture pertaining to the radiography pro- 
gram, including specified delegations of 
authorilar and re^mslbllity for opera- 
tion of the program; and 
(f) The applicant who desires to con- 
duct his own leak tests has established 
adequate procedures to be followed in 
leak testing sealed sources, for possible 
leakage and contamlnatlou and submits 
to the Commission a description of such 
procedures including: 

(1) Instrumentation to be used, 

(3) Method of performing test, e.g., 
points on equipment to be smeared and 
method of taking smear, and 
(3) Pertinent experience of the person 
who will perform the test. 
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PART 34 - LICENSES FOR RADIOGRAPHY AND RADIATION SAFETY, ETC. 



Subpart ft~-Radiolian Softly 
Rtquiromunls 
EQUmmiT COMTIOL 

f 34.21 Limit* on level* of radiation for 
radiographic expoanre device* and 
•torage cootainer*. 

Rgdlognphlc exponire devices meM- 
uring leu thwi four (4) Inches from the 
sealed source storage posltim to any ex- 
terior surface of the device shall have no 
radiation level in excen of 60 mllU- 
roentgensperhouratsix (6) Inches from 
any exterior surface of the device. 
Radiographic exposure devices measur- 
ing a mintminn of fouT (4) Inches from 
the sealed source storage position to any 
exterior surface of the device, and all 
storage containers for sealed sources or 
for radiographic exposure devices, shall 
have no radiation level in exceu of 200 
mlUlroentgens per hour at any exterior 
surface, and ten (10) mllliroenvtens per 
hour at one meter from any exteilor sur- 
face. radiation levels specified are 
with the sealed source in the shldded 
(Le., *'off”) position. 

S 34.22 Locking of radiographic ex- 
pomre device* and atorage contain- 
er*. 

Each radiographic exposure device 
S shall be provided with a lock or outer 
S locked container designed to prevent un- 
K authorized or accidental removal or ex- 
•>. posuro of a sealed source and shall be 
S kept locked at all times except when 
under the direct surveillance of a radi- 
ographer or radiographer’s a s si s t a n t, or 
as may be otherwise authorized pursuant 
to 1 34.41. Each storage container like- 
wise shall be provided with a lock and 
kept locked when containing sealed 
sources except when the container is 
under the direct surveillance of a radi- 
ographer or radlpgrapher’s assistant. 

$ 34.23 Storage precaution*. 

Locked radiographic exposure devices 
and storage containers shall be physically 
secured to prevent tampering or removal 
by unauthorized personnel. 

§ 34.24 Radiation survey instrument*. 

The licensee shall maintain sulBcient 
calibrated and operable radiation sur- 
vey instruments to make physical radia- 
tion surveys as required by this part and 
Part 20 of this chapter. Each radiation 
survey Instrument shall be calibrated at 
Intervals not to exceed three (3) months 
and after each Instrument servicing and 
a record maintained of the latest date of 
calibration. Ristrumentation required 
by this section shall have a range such 
that two milliroentgens per hour through 
one roentgen per hour can be measured. 



8 34.25 Leak testing, repair, tagging, 
opening, modification and replace- 
ment of sealed aourec*. 

(a) The replacement of any sealed 
source fMtened to or contained in a radi- 
ographic exposure device and leak test- 
ing, repair, tagging, opening or any 
other modification of any sealed source 
shall be performed only by persons spe- 
cifically authorized by the Conunlssion 
to do so. 

(b) Each sealed source shall be tested 
for leakage at Intervals not to exceed 6 
months. In the absence of a certificate 
from a transferor that a test has been 
made within the 6 months prior to the 
transfer, the sealed source shall not be 
put into use until tested. 

(c) The leak test shall be capable of 
detecting the presence of 0.005 micro- 
curie of removable contamination on the 
sealed source. An acceptable leak test 
for sealed sources in the possession of a 
radlograidiy licensee would be to test 
at the nearest accessible point to the 
sealed source storage position, or other 
appropriate measuring point, by a pro- 
cedure to be approved pursuant to 1 34.11 
(f). Records of leak test results shall 
be kept in units of microcuries and main- 
tained for inspection by the Commission. 

(d) Any test conducted pursuant to 
paragraphs (b) and (c) of this section 
which reveals the presence of 0.005 
microcurie or more of removable radio- 
active material shall be considered evi- 
dence that the sealed source is leaking. 
The licensee riiall immediately withdraw 
the equlpmmt involved from use and 
shall cause it to be decontaminated and 
repaired or to be disposed of, in accord- 
ance with Commission regulations. A 
report shall be filed, within 5 days of the 
test, with the Director, Divlshm of Ma- 
terials Licensing, UJ3. Atomic Energy 
Commission, Washington, D.C., 20545, 
describing the equipment Involved, the 
test results, and the corrective action 
taken. A copy of such report shall be 
sent to the Director of the appropriate 
Atomic Energy Commission Regional 
Compliance Ofllce listed in Appendix D 
of Fart 20 of this chapter “Standards 
for Protection Against Radiation.” 

(e) A sealed source which is not fas- 
tened to or contained in a radio- 
graphic exposure device shall have per- 
manently attached to it a durable tag at 
least one (1) inch square bearing the pre- 
scribed radiation caution symbol in con- 
ventional colors, nwgenta or purple on 
a yellow background, and at least the 
instructions: "Danger— Radioactive Ma- 
terial— Do Not Handle— Notify CivU Au- 
thorities if Found." 

§ 34.26 Quarterly inventory. 

Each licensee shall conduct a quarterly 
physical inventory to account for all 
.. oled sources received and possessed 
.'(der his license. The records of the 
..V entories shall be maintained for in- 
spection by the Commission, and shall 
include the quantities and kinds of by- 
product material, location of sealed 
sources, and the date of the inventory. 



8 34.27 UtOlsatioa log*. 

Each licensee shall maintain current 
logs, which shall be kept available for 
inspection by the Commluion at the 
address specified in the license, show- 
ing for each sealed source the following 
information: 

(a) A description (or make and model 
number) of the radiognqdiic exposure 
device or storage container in which the 
sealed source is located; 

(b) The identity of the radiographer 
to whom assigned; and 

(c) The plant or site where used and 
dates of use. 

PessoNAi. RADunoir SAnrr Rxoanx- 

MKirrs vox Rsbiooiapbxm sm> Rsoioo- 

XAPHZIIS’ ASSUTAHTS 
8 34.31 Limitation*. 

(a) The licensee shall not permit any 
person to act as a radiographer until 
such person: 

(1) Has been Instructed in the sub- 
jects outlined in Aimeiulix A of this part 
and shall have dmonstrated under- 
standing thereof; 

(2) Has received C(vies of and irutruc- 
tion in ttie regulations contained in this 
part and the applicable sectloru of Part 
20 of this chapter, ABC licensees), and 
the licensee's operating and emergency 
procedures, and shall have demon- 
strated understanding thereof; and 

(3) Has demonstrated competence to 
use the radiographic exposure devices, 
sealed sources, related handling tools 
and survey instnunents which will be 
employed in his assignment. 

(b) The licensee shall not permit any 
person to act as a radiographers assist- 
ant until such person: 

(1) Has received copies of and instruc- 
tions in the licensee’s operating and 
emergency procedures, and shall have 
demonstrated understanding thereof; 
and 

(2) Has demonstrated competence to 
use under the personal supervision of the 
radiographer the radiographic exposure 
devices, sealed sources, related handling 
tools and radiation survey instruments 
which will be employed in his assign- 
ment. 

8 34.32 Operating and emergency pro- 
cedure*. 

The licensee's operating and emer- 
gency procedures shall include instruc- 
tions in at least the following: 

(a) The handling and use of licensed 
sealed sources and radiographic expo- 
sure devices to be employed such that no 
person is likely to be exposed to radia- 
tion doses in excess of the limits estab- 
lished in Part 20 of thU chapter "Stand- 
ards for Protection Against Radiation”; 

(b) Methods and occasions for con- 
ducting ra^tion survors; 

(c) Methods for controlling access to 
radiographic areas; 

(d) Methods and occasions for locking 
and securing radiographic exposure de- 
vices, storage containers and sealed 
sources: 
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(e) Personnel monitoring mnd the use 
of personnd monitoring equipment; 

(f) Transporting sealed sources to 
field locations, including packing of 
radiographic exposure devices and stor* 
age containers in the vehicles, posting 
oi vehicles and control of the sealed 
sources during transportation; 

(g) Minimizing exposure of persons in 
the event of an accident; 

(h> The procedure for notifying 
proper persons in the event of an acci* 
dent; and 

(i> Maintenance of records. 

§ 34.33 Personnel monitoring control. 

(a) The licensee shall not permit any 
person to act as a radiographer or as a 
radiographer’s assistant unless, at all 
times during radiographic operations, 
each such person shall wear a film badge 
and either a pocket dosimeter or pocket 
chamber. Pocket dosimeters and pocket 
chambers shall be capable of measuring 
doses from zero to at least 200 miUl* 
roentgens. A film badge shall be as* 
signed to and worn by only one person. 

(b> Pocket dosimeters and pocket 
chambers shall be read and doses re* 
corded daily. A film badge shall be im* 
mediately processed if a pocket chamber 
or pocket dosimeter is discharged beyond 
its range. The film badge reports re* 
ceived from the film badge processor and 
S records of pocket dosimeter and pocket 
S chamber readings shall be maintained 
« for inspection by the Commission. 

S PxECAimoNAaY PaocEDURis m 

Radiogsaphic Opiratxons 

§ 34.41 Security. 

During each radiographic operation 
the radiographer or radiographer’s as* 
slstant shall maintain a direct surveU* 
lance of the operation to protect against 
unauthorized entry into a high radl* 
ation area, as defined in Part 20 of this 
chapter, except (a) where the high radi* 
ation area is equipped with a control 
device or an alarm system as described in 
120.203(0(2) of thU chapter, or (b) 
where the high radiation area Is locked 
to protect against unauthorized or acci- 
dental entry, 

§ 34.42 Posting. 

Notwithstanding any provisions in 
{20.204(c) of this chapter, areas in 
which radiography is being performed 
shall be conspicuously posted as required 
by 1 20.203 (b> and (c) (1) of this chapter. 

§ 34.43 Radiation surveys and survey 
records. 

(a) No radiographic operation shall be 
conducted unless calibrated and operable 
racliation survey instrumentation as de* 
scribed in § 34.24 is available and used at 
each site where radiographic exposures 
are made. 

(b> A physical radiation survey shall 
be made after each radiographic expo* 
sure during a radiographic operation to 
determine that the sealed source has 
been returned to its shielded condition. 



(c) A physical radiation survey shall 
be made to determine that each sealed 
source is in its shielded condition prior 
to securing the radiographic exposure de* 
vice and storage container as specified 
in I 34.22. 

(d) Records shall be kept of the sur- 
veys required by paragraph (c) of this 
section and maintained for inspection by 
the Commissioa 

Excmptions 

§ 34.51 Applications for exemptions. 

The Commission may, upon applica* 
tion by any licensee or upon its own 
Initiative, grant such exemptions from 
the requirements of the relations in 
this part as it determines are authorized 
by law and will not result in undue 
hazard to life or property. 

Appcnoix a 

I. Fundamentals of radiation safety. 

A. CharacterUtlcs Of gamma radiation. 

B. UniU of radlaUon dose (mrem) and 
quantity of radioactivity (curls). 

C. Hazards of excessive exposure of 
radiation. 

D. Levels of radiation from licensed 
material. 

E. Methods of controlling radiation dose. 

1 . working time. 

a. working distances. 

3. Shielding. 

n. Radiation detection instrumentation to 
be used. 

A. Use of radiation survey instrumenU. 

1. Operation. 

3. Calibration. 

3. Limitations. 

B. Survey techniques. 

C. Use of personnel monitoring equipment. 

1. Film badges. 

a. Pocket dosimeters. 

3. Pocket chambers. 

in. Radiographic equipment to be used. 

A. Remote handling equipment. 

B. Radiographic exposure devices. 

C. Storage containers. 

IV. The requirements of pertinent Federal 
Reflations. 

V. The licensee's written operating and 
emergency procedures. 



Cioss RimzNcc Taslx 



New section 

34.1 

34.2 

34.3 

34.11 

34 21 

34.22 

34.23 

34 24 

34.25 

34.26 

34.27 

34.31 

34.32 

34 33 

34.41 

34.42 

34.43 

34 61 

Appendix A... 



Old section 
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31J (a)*(f) 

New 

60.a4(g) 

31.101 

31.102 

31.103 

31.104 

31.105 

31 106 

31.107 

31.201 

31.202 

31.203 

31301 

31.302 

31303 

31.401 
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Information 
Sheet # 4 



1 . 



3. 



EF X D 



2 



MAS 1 ^ 
MAS 2 



Information Sheet 
on 



RADIOGRAPHY FORMULAS 
AND EQUATIONS 



2 



T D 

T (Exposure time) 2. 1__ = 1 

T 2 

2 D 

2 

2 2 

D D 

1 4. U_ = 2_ 

T 12 2 

D D 

2 1 



5. TS _ 
2 
D 



Where: 

FF or EF = Film factor or exposure factor 
D = Distance (source to film) 

I = Radiation intensity 
T = Time (exposure time) 

TS = Time x source strength 



Some rules involving algebraic expressions: 

Monomial - Algebraic expression with one term 
Binomial - Algebraic expression with two terms 
Polynomial - Algebraic expression with two or more terms 
Algebraic expressions - Group of literal numbers and symbols that 
stand for a numbei 

Term - Algebraic expression whose parts are not separated by plus 
or minus signs 
Symbols - Plus, minus signs 

Literal number - Letter that stands for a number 

Absolute value of a signed number - The value of a signed number 

Negative number - Shows minus sign before number 

Signed number - Shows plus or minus before number 
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Information 
Sheet # 5 



Information Sheet 
on 

TABLES OF SQUARES AND SQUARE ROOTS 
OF NUMBERS FROM 1-800 



Number 


Square 


Square root 


Number 


Square 


Square root 


1 


1 


1.0000 


41 


16 81 


6.4031 


2 


4 


1.4142 


42 


1764 


6.4807 


3 


9 


1.7321 


43 


1849 


6.5574 


4 


16 


2.0000 


44 


19 36 


6.6332 


5 


25 


2.2361 


45 


20 25 


6.7082 


6 


36 


2.4495 


46 


21 16 


6.7823 


7 


49 


2.6458 


47 


22 09 


6.8557 


8 


64 


2.8284 


48 


23 04 


6.9282 


9 


81 


3.0000 


49 


24 01 


7.0000 


10 


100 


3.1623 


50 


2500 


7.0711 


11 


121 


3.3166 


51 


26 01 


7.1414 


12 


144 


3.4641 


52 


2704 


7.2111 


13 


169 


3.6056 


53 


2809 


7.2801 


14 


196 


3.7417 


54 


29 16 


7.3485 


15 


2 25 


3.8730 


55 


30 25 


7.4162 


16 


2 56 


4.0000 


56 


31 36 


7.4833 


17 


2 89 


4.1231 


57 


32 49 


7.5498 


18 


3 24 


4.2426 


58 


33 64 


7.6158 


19 


3 61 


4.3589 


59 


34 81 


7.6811 


20 


400 


4.4721 


60 


3600 


7.7460 


21 


441 


4.5826 


61 


37 21 


7.8102 


22 


484 


4.6904 


62 


38 44 


7.8740 


23 


5 29 


4.7958 


63 


3969 


7.9373 


24 


5 76 


4.8990 


64 


40 96 


8.0000 


25 


6 25 


5.0000 


65 


42 25 


8.0623 


26 


6 76 


5.0990 


66 


43 56 


8.1240 


27 


7 29 


5.1962 


67 


44 89 


8.1854 


28 


784 


5.2915 


68 


46 24 


8.2462 


29 


841 


5.3852 


69 


4761 


8.3066 


30 


900 


5.4772 


70 


4900 


8.3666 


31 


961 


5.5678 


71 


5041 


8.4261 


32 


10 24 


5.6569 


72 


5184 


8.4853 


33 


10 89 


5.7446 


73 


53 29 


8.5440 


34 


11 56 


5.8310 


74 


54 76 


8.6023 


35 


12 25 


5.9161 


75 


5625 


8.6603 


36 


12 96 


6.0000 


76 


57 76 


8.7178 


37 


13 69 


6.0828 


77 


5929 


8.7750 


38 


1444 


6.1644 


78 


6084 


8.8318 


39 


15 21 


6.2450 


79 


62 41 


8.8882 


40 


1600 


6.3246 


80 


64 00 


8.9443 



• By permission from H. Sorenson, Statistics for students of psychology and educatioHt 
copyright 1936, McGraw-IEll Book Company, Inc., New York. 
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Number 


Square 


Square root 


t 

Number 


Square 


Square root 


81 


65 61 


9.0000 


121 


146 41 


11.0000 


82 


67 24 


9.0554 


122 


148 84 


11.0454 


83 


68 89 


9.1104 


123 


151 29 


11.0905 


84 


70 56 


9.1652 


124 


1 53 76 


11.1355 


85 


72 25 


9.2195 


125 


1 56 25 


11.1803 


86 


73 96 


9.2736 


126 


1 58 76 


11.2250 


87 


75 69 


9.3274 


127 


161 29 


11.7694 


88 


77 44 


9.3808 


128 


1 63 84 


11.3137 


89 


79 21 


9.4340 


129 


166 41 


11.3578 


90 


8100 


9.4868 


130 


169 00 


11.4018 


91 


82 81 


9.5394 


131 


171 61 


11.4455 


92 


84 64 


9.5917 


132 


174 24 


11.4891 


93 


86 49 


9.6437 


133 


1 76 89 


11.5326 


94 


88 36 


9.6954 


134 


1 79 56 


11.5758 


95 


90 25 


9.7468 


135 


1 82 25 


11.6190 


96 


92 16 


9.7980 


136 


184 96 


11.6619 


97 


94 09 


9.8489 


137 


1 87 69 


11.7047 


98 


9604 


9.8995 


138 


190 44 


11.7473 


99 


98 01 


9.9499 


139 


193 21 


11.7898 


100 


100 00 


10.0000 


140 


19600 


11.8322 


101 


102 01 


10.0499 


141 

142 


198 81 


11.8743 


102 


10404 


10.0995 


2 01 61 


11.9164 


103 


106 09 


10.1489 


143 


20449 


11.9583 


104 


108 16 


10.1980 


144 


2 07 36 


12.0000 


105 


no 25 


10.2470 


145 

146 


210 25 


12.0416 


106 


112 36 


10.2956 


213 16 


12.0830 


107 


114 49 


10.3441 


147 


216 09 


12.1244 


108 


11664 


10.3923 


148 


21904 


12.1655 


109 


118 81 


10.4403 


149 


2 22 01 


12.2066 


no 


12100 


10.4881 


150 


2 25 00 


12.2474 


111 


1 23 21 


10.5357 


151 


2 28 01 


12.2882 


112 


1 25 44 


10.5830 


152 


2 3104 


12.3288 


113 


1 27 69 


10.6301 


153 


234 09 


12.3693 


114 


129 96 


10.6771 


154 


2 37 16 


12.4097 


115 


1 32 25 


10.7238 


155 


2 40 25 


12.4499 


116 


1 34 56 


10.7703 


156 


2 43 36 


12.4900 


117 


1 36 89 


10.8167 


157 


2 4649 


12.5300 


118 


1 39 24 


10.8628 


158 


249 64 


12.5698 


119 


141 61 


10.9087 


159 


2 52 81 


12.6095 


120 


14400 


10.9545 


160 


25600 


12.6491 



* By permission from H. Sorenson, Statistics for students of psychology and education, 
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Number 


Square 


Square root 


Number 


Square 


Square root 


161 


2 59 21 


12.6886 


201 


40401 


14.1774 


162 


262 44 


12.7279 


202 


40804 


14.2127 


163 


2 65 69 


12.7671 


203 


41209 


14.2478 


164 


26896 


12.8062 


204 


416 16 


14.2829 


165 


2 72 25 


12.8452 


205 


42025 


14.3178 


166 


275 56 


12.8841 


206 


4 24 36 


14.3527 


167 


2 78 89 


12.9228 


207 


42849 


14.3875 


168 


2 82 24 


12.9615 


208 


43264 


14.4222 


169 


2 85 61 


13.0000 


209 


4 36 81 


14.4568 


170 


28900 


13.0384 


210 


44100 


14.4914 


171 


29241 


13.0767 


211 


4 45 21 


14.5258 


172 


295 84 


13.1149 


212 


44944 


14.5602 


173 


2 99 29 


13.1529 


213 


453 69 


14.5945 


174 


3 02 76 


13.1909 


214 


45796 


14.6287 


175 


306 25 


13.2288 


215 


462 25 


14.6629 


176 


3 09 76 


13.2665 


216 


46656 


14.6969 


177 


313 29 


13.3041 


217 


4 70 89 


14.7309 


178 


316 84 


13.3417 


218 


4 75 24 


14.7648 


179 


3 20 41 


13.3791 


219 


47961 


14.7986 


180 


3 24 00 


13.4164 


220 


48400 


14.8324 


181 


3 2761 


13.4536 


221 


48841 


14.8661 


182 


3 3124 


13.4907 


222 


492 84 


14.8997 


183 


3 34 89 


13.5277 


223 


49729 


14.9332 


184 


3 38 56 


13.5647 


224 


50176 


14.9666 


185 


3 42 25 


13.6015 


225 


506 25 


15.0000 


186 


345 96 


13.6382 


226 


51076 


15.0333 


187 


3 4969 


13.6748 


227 


515 29 


15.0665 


188 


3 53 44 


13.7113 


228 


51984 


15.0997 


189 


3 57 21 


13.7477 


229 


5 2441 


15.1327 


190 


3 6100 


13.7840 


230 


5 2900 


15.1658 


191 


36481 


13.8203 


231 


5 33 61 


15.1987 


192 


3 68 64 


13.8564 


232 


5 3824 


15.2315 


193 


3 7249 


13.8924 


23i 


542 89 


15.2643 


194 


3 76 36 


13.9284 


234 


5 4756 


15.2971 


195 


38025 


13.9642 


235 


5 52 25 


15.3297 


196 


3 8416 


14.0000 


236 


5 5696 


15.3623 


197 


3 8809 


14.0357 


237 


56169 


15.3948 


198 


3 92 04 


14.0712 


238 


56644 


15.4272 


199 


3 96 01 


14.1067 


239 


5 71 21 


15.4596 


200 


40000 


14.1421 


240 


5 7600 


15.4919 



* By permission from H. SorensoO) Statistics for students of psychology and education^ 
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Number 


Square 


Square root 


Number 


Square 


Square not 


241 


5 8081 


15.5242 


281 


78961 


16.7631 


242 


5 85 64 


15.5563 


282 


7 95 24 


16.7929 


243 


5 9049 


15.5885 


283 


80089 


16.8226 


244 


5 95 36 


15.6205 


284 


806 56 


16.8523 


245 


60025 


15.6525 . 


285 


812 25 


16.8819 


246 


605 16 


15.6844 


286 


81796 


16.9115 


247 


61009 


15.7162 


287 


8 23 69 


16.9411 


248 


615 04 


15.7480 


288 


82944 


16.9706 


249 


62001 


15.7797 


289 


835 21 


17.0000 


250 


6 25 00 


15.8114 


290 


84100 


17.0294 


251 


6 3001 


15.8430 


291 


84681 


17.0587 


252 


635 04 


15.8745 


292 


852 64 


17.0880 


253 


64009 


15.9060 


293 


85849 


17.1172 


254 


645 16 


15.9374 


294 


86436 


17.1464 


255 


650 25 


15.9687 


295 


87025 


17.1756 


256 


6 55 36 


16.0000 


296 


87616 


17.2047 


257 


66049 


16.0312 


297 


8 82 09 


17.2337 


258 


665 64 


16.0624 


298 


8 88 04 


17.2627 


259 


67081 


16.0935 


299 


89401 


17.2916 


260 


6 7600 


16.1245 


300 


90000 


17.3205 


261 


6 8121 


16.1555 


301 


90601 


17.3494 


262 


68644 


16.1864 


302 


91204 


17.3781 


263 


69169 


16.2173 


303 


91809 


17.4069 


264 


69696 


16.2481 


304 


92416 


17.4356 


265 


7 02 25 


16.2788 


305 


93025 


17.4642 


266 


707 56 


16.3095 


306 


936 36 


17.4929 


267 


712 89 


16.3401 


307 


9 42 49 


17.5214 


268 


71824 


16.3707 


308 


9 48 64 


17.5499 


269 


723 61 


16.4012 


309 


9 54 81 


17.5784 


270 


72900 


16.4317 


310 


96100 


17.6068 


271 


73441 


16.4621 


311 


96721 


17.6352 


272 


73984 


16.4924 


312 


973 44 


17.6635 


273 


7 45 29 


16.5227 


313 


97969 


17.6918 


274 


75076 


16.5529 


314 


985 96 


17.7200 


275 


756 25 


16.5831 


315 


9 92 25 


17.7482 


276 


76176 


16.6132 


316 


998 56 


17.7764 


277 


7 67 29 


16.6433 


317 


1004 89 


17.8045 


278 


7 72 84 


16.6733 


318 


101124 


17.8326 


279 


77841 


16.7033 


319 


10 1761 


17.8606 


280 


7 84 00 


16.7332 


320 


102400 


17.8885 



• By permission from H. Sorenson, Statistics for studetOs of psychology and educaiion^ 
copyright 1936, McGraw-Hill Book Company, Inc., New York. 



Number 


Square 


Square root 


Number 


Square 


Square root 


321 


10 30 41 


17.9165 


361 


13 03 21 


19.0000 


322 


1016 84 


17.9444 


362 


131044 


19.0263 


323 


1043 29 


17.9722 


363 


13 1769 


19.0526 


324 


104976 


18.0000 


364 


13 2496 


19.0788 


325 


105625 


18.0278 


365 


13 32 25 


19.1050 


326 


1062 76 


18.0555 


366 


13 3956 


19.1311 


327 


106929 


18.0831 


367 


13 46 89 


19.1572 


328 


1075 84 


18.1108 


368 


13 54 24 


19.1833 


329 


1082 41 


18.1384 


369 


13 61 61 


19.2094 


330 


108900 


18,1659 


370 


13 69 00 


19.2354 


331 


109561 


18.1934 


371 


13 7641 


19.2614 


332 


1102 24 


18.2209 


372 


13 83 84 


19.2873 


333 


1108 89 


18.2483 


373 


13 91 29 


19.3132 


334 


11 15 56 


18.2757 


374 


13 98 76 


19.3391 


335 


11 22 25 


18.3030 


375 


140625 


19.3649 


336 


112896 


18.3303 


376 


14 13 76 


19.3907 


337 


11 35 69 


18.3576 


377 


14 21 29 


19.4165 


338 


1142 44 


18.3848 


378 


14 28 84 


19.4422 


339 


114921 


18.4120 


379 


14 36 41 


19.4679 


340 


11 56 00 


18.4391 


380 


144400 


19.4936 


341 


1162 81 


18.4662 


381 


14 51 61 


19.5192 


342 


116964 


18.4932 


382 


14 59 24 


19.5448 


343 


117649 


18.5203 


383 


14 66 89 


19.5704 


344 


11 83 36 


18.5472 


384 


14 74 56 


19.5959 


345 


119025 


18.5742 


385 


14 82 25 


19.6214 


346 


119716 


18.6011 


386 


14 8996 


19.6469 


347 


120409 


18.6279 


387 


14 97 69 


19.6723 


348 


12 1104 


18.6548 


388 


;05 44 


19.6977 


349 


12 1801 


18.6815 


389 


o 13 21 


19.7231 


350 


12 2500 


18.7083 


390 


15 2100 


19.7484 


351 


12 3201 


18.7350 


391 


15 2881 


19.7737 


352 


123904 


18.7617 


392 


15 3664 


19.7990 


353 


124609 


18.7883 


393 


1544 49 


19.8242 


354 


12 53 16 


18.8149 


394 


15 52 36 


19.8494 


355 


12 6025 


18.8414 


395 


156025 


19.8746 


356 


12 6736 


18.8680 


396 


15 6816 


19.8997 


357 


127449 


18.8944 


397 


15 7609 


19.9249 


358 


128164 


18.9209 


398 


15 8404 


19.9499 


359 


12 88 81 


18.9473 


399 


15 9201 


19.9750 


360 


129600 


18.9737 


400 


160000 


■Wl 



• By permission from H. Sorenson, SiaUstics far siudeiUs ef psychahgy and educaHon, 
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Number 


Square 


Square root 


Number 


Square 1 


Square root 


401 


16 08 01 


20.0250 


441 


1944 81 


21.0000 


402 


16 1604 


20.0499 


442 


19 53 64 


21.0238 


403 


162409 


20.0749 


443 


1962 49 


21.0476 


404 


16 32 16 


20.0998 


444 


1971 36 


21.0713 


405 


1640 25 


20.1246 


445 


1980 25 


21.0950 


406 


16 48 36 


20.1494 


446 


198916 


21.1187 


407 


16 5649 


20.1742 


447 


1998 09 


21.1424 


408 


1664 64 


20.1990 


448 


2007 04 


21.1660 


409 


16 72 81 


20.2237 


449 


201601 


21.1896 


410 


16 8100 


20.2485 


450 


2025 00 


21.2132 


411 


16 89 21 


20.2731 


451 


20 34 01 


21.2368 


412 


169744 


20.2978 


452 


2043 04 


21.2603 


413 


17 05 69 


20.3224 


453 


20 52 09 


21.2838 


414 


17 13 96 


20.3470 


454 


2061 16 


21.3073 


415 


17 22 25 


20.3715 


455 


20 70 25 


21.3307 


416 


17 30 56 


20.3961 


456 


20 79 36 


21.3542 


417 


17 38 89 


20.4206 


457 


2088 49 


21.3776 


418 


17 47 24 


20.4450 


458 


2097 64 


21.4009 


419 


17 55 61 


20.4695 


459 


2106 81 


21.4243 


420 


17 6400 


20.4939 


460 


21 1600 


21.4476 


421 


17 72 41 


20.5183 


461 


21 25 21 


21.4709 


422 


17 80 84 


20.5426 


462 


21 3444 


21.4942 


423 


17 89 29 


20.5670 


463 


21 43 69 


21.5174 


424 


1797 76 


20.5913 


464 


21 52 96 


21.5407 


425 


1806 25 


20.6155 


465 


21 62 25 


21.5639 


426 


18 14 76 


20.6398 


466 


21 71 56 


21.5870 


427 


18 23 29 


20.6640 


467 


21 80 89 


21.6102 


428 


18 3184 


20.6882 


468 


2190 24 


21.6333 


429 


1840 41 


20.7123 


469 


2199 61 


21.6564 


430 


18 4900 


20.7364 


470 


22 0900 


21.6795 


431 


18 57 61 


2C.7605 


471 


22 1841 


21.7025 


432 


18 66 24 


20.7846 


472 


22 27 84 


21.7256 


433 


18 74 89 


20.8087 


473 


22 3729 


21.7486 


434 


1883 56 


20.8327 


474 


22 46 76 


21.7715 


435 


1892 25 


20.8567 


475 


22 5625 


21.7945 


436 


19 GO 96 


20.8806 


476 


22 65 76 


21.8174 


437 


190969 


20.9045 


477 


22 75 29 


21.8403 


438 


19 1844 


20.9284 


478 


22 8484 


21.8632 


439 


19 27 21 


20.9523 


479 


229441 


21.8861 


440 


19 3600 


20.9762 


480 


23 04 00 


21.9089 



* By permission from H. Sorenson, Statistics for students of psychology and education, 
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Number 


Square 


Square root 


Number 


Square 


Square root 


481 


23 13 61 


21.9317 


521 


27 1441 


22.8254 


482 


23 23 24 


21.9545 


522 


2724 84 


22.8473 


483 


23 32 89 


21.9773 


523 


27 35 29 


22.8692 


484 


23 42 56 


22.0000 


524 


2745 76 


22.8910 


485 


23 52 25 


22.0227 


525 


27 56 25 


22.9129 


486 


23 C\ 96 


22.0454 


526 


2766 76 


22.9347 


487 


23 71 69 


22.0681 


527 


27 77 29 


22.9565 


488 


23 81 44 


22.0907 


528 


2787 84 


22.9783 


489 


23 91 21 


22.1133 


529 


279841 


23.0000 


490 


24 01 00 


22.1359 


530 


280900 


23.0217 


491 


24 10 81 


22.1585 


531 


28 1961 


23.0434 


492 


24 20 64 


22.1811 


532 


28 3024 


23.0651 


493 


24 30 49 


22.2036 


533 


2840 89 


23.0868 


494 


2440 36 


22.2261 


534 


28 51 56 


23.1084 


495 


24 5025 


22.2486 


535 


28 62 25 


23.1301 


496 


24 60 16 


22.2711 


536 


28 7296 


23.1517 


497 


24 70 09 


22.2935 


537 


28 83 69 


23.1733 


498 


24 8004 


22.3159 


538 


28 94 44 


23.1948 


499 


24 90 01 


22.3383 


539 


2905 21 


23.2164 


500 


25 00 00 


22.3607 


540 


29 1600 


23.2379 


501 


25 1001 


'22.3830 


541 


29 26 81 


23.2594 


502 


25 20 04 


22.4054 


542 


29 3764 


23.2809 


503 


25 3009 


22.4277 


543 


29 4849 


23.3024 


504 


25 4016 


22.4499 


544 


29 59 36 


23.3238 


505 


25 5025 


22.4722 


545 


29 70 25 


23.3452 


506 


25 60 36 


22.4944 


546 


29 81 16 


23.3666 


507 


25 70 49 


22.5167 


547 


2992 09 


23.3880 


508 


25 8064 


22.5389 


543 


3003 04 


23.4094 


509 


25 90 81 


22.5610 


549 


30 1401 


23.4307 


510 


260100 


22.5832 


550 


3025 00 


23.4521 


511 


26 11 21 


22.6053 


551 


303601 


23.4734 


512 


26 2144 


22.6274 


552 


30 47 04 


23.4947 


513 


26 31 69 


22.6495 


553 


305809 


23.5160 


514 


26 41 96 


22.6716 


554 


30 69 16 


23.5372 


515 


26 52 25 


22.6936 


555 


3080 25 


23.5584 


516 


26 62 56 


22.7156 


556 


30 91 36 


23.5797 


517 


26 72 89 


22.7376 


557 


310249 


23.6008 


518 


26 83 24 


22.7596 


558 


31 13 64 


23.6220 


519 


2693 61 


22.7816 


559 


31 24 81 


23.6432 


520 


270400 


22.8035 


1 560 


31 3600 


23.6643 



• By permission from H. Sorenson, Statistics for students of psychology and educaUonf 
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Number 


Square 


Square root 


Number 


Square 


Square root 


561 


3147 21 


23.6854 


601 


36 12 01 


24.5153 


562 


31 5844 


23.7065 


602 


36 24 04 


24.5357 


563 


316969 


23.7276 


603 


36 3609 


24.5561 


564 


318096 


23.7487 


604 


36 48 16 


24.5764 


565 


3192 25 


23.7697 


605 


36 6025 


24.5967 


S66 


3203 56 


23.7908 


606 


36 72 36 


24.6171 


567 


32 14 89 


23.8118 


607 


36 84 49 


24.6374 


568 


32 2624 


23.8328 


608 


36 96 64 


24.6577 


569 


32 3761 


23.8537 


609 


3708 81 


24.6779 


S70 


32 4900 


23.8747 


610 


37 2100 


24.6982 


571 


32 6041 


23.8956 


611 


37 33 21 


24.7184 


572 


32 71 84 


23.9165 


612 


37 45 44 


24.7385 


573 


32 83 29 


23.9374 


613 


37 57 69 


24.7588 


574 


32 94 76 


23.9583 


614 


37 69 96 


24.7790 


575 


33 0625 


23.9792 


615 


37 82 25 


24.7992 


576 


33 17 76 


24.0000 


616 


37 94 56 


24.8193 


577 


33 29 29 


24.0208 


617 


3806 89 


24.8395 


578 


33 4084 


24.0416 


618 


38 19 24 


24.8596 


579 


33 52 41 


24.0624 


619 


38 31 61 


24.8797 


580 


33 6400 


24.0832 


620 


38 4400 


24.8998 


581 


33 75 61 


24.1039 


621 


38 5641 


24.9199 


582 


33 87 24 


24.1247 


622 


38 68 84 


24.9399 


583 


33 98 89 


24.1454 


623 


38 81 29 


24.9600 


584 


34 10 56 


24.1661 


624 


38 93 76 


24.9800 


585 


34 22 25 


24.1868 


625 


3906 25 


25.0000 


586 


34 33 96 


24.2074 


626 


39 18 76 


25.0200 


587 


3445 69 


24.2281 


627 


39 31 29 


25.0400 


588 


34 5744 


24.2487 


628 


39 43 84 


25.0599 


589 


34 69 21 


24.2693 


629 


39 56 41 


25.0799 


590 


34 8100 


24.2899 


630 


39 69 00 


25.0998 


591 


34 92 81 


24.3105 


631 


39 81 61 


25.1197 


592 


35 0464 


24.3311 


632 


39 94 24 


25.1396 


593 


35 1649 


24.3516 


633 


40 06 89 


25.1595 


594 


35 28 36 


24.3721 


634 


4019 56 


25.1794 


595 


35 4025 


24.3926 


635 


40 32 25 


25.1992 


596 


35 52 16 


24.4131 


636 


40 44 96 


25.2190 


597 


35 6409 


24.4336 


637 


40 57 69 


25.2389 


598 


35 7604 


24.4540 


638 


40 70 44 


25.2587 


599 


35 88 01 


24.4745 


639 


4083 21 


25.2784 


600 


360000 


24.4949 


640 


40 96 00 


25.2982 



• By permission from H. Sorenson, Statistics for students of psychology and education, 
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Number 


Square 


Square root 


T 

Number 


Square 


Square root 


641 


41 08 81 


25.3180 


681 


46 3761 


26.0960 


642 


41 2164 


25.3377 


682 


465124 


26.1151 


643 


41 3449 


25.3574 


683 


46 64 89 


26.1343 


644 


41 47 36 


25.3772 


684 


46 78 56 


26.1534 


645 


41 60 25 


25.3969 


685 


46 92 25 


26.1725 


646 


41 73 16 


25.4165 


686 


4705 96 


26.1916 


647 


418609 


25.4362 


687 


471969 


26.2107 


648 


419904 


25.4558 


688 


47 33 44 


26.2298 


649 


42 12 01 


25.4755 


689 


47 47 21 


26.2488 


650 


42 25 00 


25.4951 


690 


476100 


26.2679 


651 


42 38 01 


25.5147 


691 


47 74 81 


26.2869 


652 


42 5104 


25.5343 


692 


47 88 64 


26.3059 


653 


42 64 09 


25.5539 


693 


4802 49 


26.3249 


654 


42 77 16 


25.5734 


694 


48 16 36 


26.3439 


655 


42 90 25 


25.5930 


695 


48 3025 


26.3629 


656 


43 03 36 


25.6125 


696 


484416 


26.3818 


657 


43 1649 


25.6320 


697 


48 5809 


26.4008 


658 


43 29 64 


25.6515 


698 


48 72 04 


26.4197 


659 


43 42 81 


25.6710 


699 


48 8601 


26.4386 


660 


43 5600 


25.6905 


700 


490000 


26.4575 


661 


43 69 21 


25.7099 


701 


491401 


26.4764 


662 


43 82 44 


25.7294 


702 


49 2804 


26.4953 


663 


43 95 69 


25.7488 


703 


494209 


26.5141 


664 


44 08 96 


25.7682 


704 


49 56 16 


26.5330 


665 


44 22 25 


25.7876 


705 


49 7025 


26.5518 


666 


44 35 56 


25.8070 


706 


4984 36 


26.5707 


667 


4448 89 


25.8263 


707 


499849 


26.5895 


668 


4462 24 


25.8457 


708 


5012 64 


26.6083 


669 


44 75 61 


25.8650 


709 


5026 81 


26.6271 


670 


44 8900 


25.8844 


710 


504100 


26.6458 


671 


45 02 41 


25.9037 


711 


SO SS 21 


26.6646 


672 


4515 84 


25.9230 


71? 


50 6944 


26.6833 


673 


45 29 29 


25.9422 


713 


5083 69 


26.7021 


674 


4542 76 


25.9615 


714 


509796 


26.7208 


675 


45 56 25 


25.9808 


715 


51 12 25 


26.7395 


676 


45 69 76 


26.0000 


716 


51 26 56 


26.7582 


677 


45 83 29 


26.0192 


717 


5140 89 


26.7769 


678 


45 96 84 


26.0384 


718 


51 55 24 


26.7955 


679 


461041 


26.0576 


719 


516961 


26.8142 


680 


46 24 00 


26.0768 


720 


518400 


26.8328 



♦ By permission from H. Sorenson, Statistics for students of psychology and education, 
copyright 1936, McGraw-Hill Book Company, Inc., New York. 
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Number 


Square 


Square root 


Number 


Square 


Square root 


721 


519841 


26.8514 


761 


57 91 21 


27.5862 


722 


52 12 84 


26.8701 


762 


580644 


27.6043 


723 


52 27 29 


26.8887 


763- 


58 2169 


27.6225 


724 


52 4176 


26.9072 


764 


58 3696 


27.6405 


ns 


52 56 25 


26.9258 


765 


58 52 25 


27.6586 


726 


52 7076 


26.9444 


766 


58 67 56 


27.6767 


727 


52 85 29 


26.9629 


767 


58 82 89 


27.6948 


728 


5299 84 


26.9815 


768 


58 98 24 


27.7128 


729 


53 14 41 


27.0000 


769 


59 13 61 


27.7308 


730 


53 2900 


27.0185 


770 


592900 


27.7489 


731 


53 43 61 


27.0370 


771 


594441 


27.7669 


732 


53 58 24 


27.0555 


772 


5959 84 


27.7849 


733 


53 72 89 


27.0740 


773 


59 75 29 


27.8029 


734 


53 8756 


27.0924 


774 


599076 


27.8209 


735 


5402 25 


27.1109 


775 


600625 


27.8388 


736 


54 16 96 


27.1293 


776 


602176 


27.8568 


737 


54 31 69 


27.1477 


777 


60 37 29 


27.8747 


738 


54 46 44 


27.1662 


778 


6052 84 


27.8927 


739 


5461 27 


27.1846 


779 


606841 


27.9106 


740 


54 76 00 


27.2029 


780 


608400 


27.9285 


741 


5490 81 


27.2213 


781 


609961 


27.9464 


742 


55 05 64 


27.2397 


782 


61 15 24 


27.9643 


743 


55 2049 


27.2580 


783 


61 3089 


27.9821 


744 


55 35 36 


27.2764 


784 


6146 56 


28.0000 


745 


55 50 25 


27.2947 


785 


61 62 25 


28.0179 


746 


55 65 16 


27.3130 


786 


61 77 96 


28.0357 


747 


55 80 09 


27.3313 


787 


61 93 69 


28.0535 


748 


55 95 04 


27.3496 


788 


62 0944 


28.0713 


749 


56 1001 


27.3679 


789 


62 25 21 


28.0891 


750 


5625 00 


27.3861 


790 


62 41 00 


28. 1069 


751 


564001 


27.4044 


791 


62 56 81 


28.1247 


752 


56 5504 


27.4226 


792 


62 72 64 


28.1425 


753 


56 7009 


27.4408 


793 


62 88 49 


28.1603 


754 


56 85 16 


27.4591 


794 


63 04 36 


28.1780 


755 


57 00 25 


27.4773 


795 


63 2025 


28.1957 


756 


57 15 36 


27.4955 


796 


63 36 16 


28.2135 


757 


57 3049 


27.5136 


797 


63 52 09 


28.2312 


758 


5745 64 


27.5318 


798 


63 68 04 


28.2489 


759 


5760 81 


27.5500 


799 


63 84 01 


28.2666 


760 


57 76 00 


27.5681 


800 


640000 


28.2843 



• By pcrmissiou from H. Sorenson, Statistics for students of psychology and education^ 
copyright 1936, McGraw-Hill Book Company, Inc., New York. 
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Information Sheet 
on 

EFFECT OF GEOMETRY ON SHADOW IMAGE 



Information 
Sheet # 6 




REDUCING THE OBJECT-TO-FIUf DISTANCE 



INCREASING THE SOURCE-TO-FILM DISTANCE 




DISTORTION RESULTING FROM DIFFERENT FIDl ANGLES 



O 

ERIC 
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Information Sheet 
on 

NOMOGRAM FOR DETERMINING 
GEOMETRIC UNSHARPNESS 



Information 
Sheet # 7 



1 


2 


1 

3 


4 


5 




M p II 




Source Side 


II II 

Ug 


II ^ II 

^0 


Focol 


Pivot 

1 


Specimen to 


Geometricol 


Distance 


Spot 


1 


Film Oistonce 


Unshorpness 


Inches 


Millemeters 


Line 

1 


Inches 


Millemeters 






= =- 0.02 



0.01 



“100 



"if 



“90 






“70 



“60 



“50 



“40 



“=“30 



“20 



“10 



- aool 

Court$Hf of The Rorutd Preee Company (eee Beferenee U)) 
' Nomogram for Detormii^g Geometric UnibarpneM. 




0.010 

0.008 

0.006 

0.005 

0.004 




Note: 2 to 4 to find 3(Pivot); then 1 through 3(Pivot) to find 5. 
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Information Sheet 
on 

SHIELDING EQUATIONS AND LOGARITHMS 



Logarithmic method of determining half value and tenth value layers 
I 

N = LOG — Where: 

^ N= Number of TVL's 

2 Ij = Intensity of the incident 

radiation at a point 
1^= Intensity of the emergent 
radiation at the same point 



I 

M=3. 3 LOG 1 

I 

2 



Where: 

M= Number of half value layers 



THREE-PLACE COMMON LOGARITHMS 



Number 


.0 


.1 


.2 


.3 


.4 


.5 


.6 


.7 


.8 


.9 


1.0 


0.000 


041 


079 


114 


146 


176 


204 


230 


255 


279 


2.0 


0.301 


322 


342 


362 


380 


398 


415 


43 : 


447 


462 


3.0 


0.477 


491 


505 


519 


532 


544 


556 


568 


580 


591 


4.0 


0.602 


613 


623 


634 


644 


653 


663 


672 


681 


690 


5.0 


0.699 


708 


716 


724 


732 


740 


748 


756 


763 


771 


6.0 


0.778 


785 


792 


799 


806 


813 


820 


826 


833 


839 


7.0 


0.845 


851 


857 


863 


869 


875 


881 


887 


892 


898 


8.0 


0.903 


909 


914 


919 


924 


929 


935 


940 


945 


949 


9.0 


0.954 


959 


964 


969 


973 


978 


982 


987 


991 


996 
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Sheet # 9 



Information Sheet 
on 



GAMMA RADIATION EFFECT 
ON MATTER 



LOW 

ENERGY 

PHOTON 




^ ELECTRON 



/ I 

/ I 




PHOTOELECTRIC EFFECT 



MEDIUM 

ENERGY 

PHOTON 





HIGH 

ENERGY 

PHOTON 



COMPTON EFFECT 




* ELECTRON 



PAIR PRODUCTION 
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Information Sheet 
on 

PHYSICAL RADIATION EFFECTS 



Information 
Sheet # 10 





m * a 


EXTERNAL RADIATION HAZARD 




F 1 * 

JT? 


“(T— ► Some radiation goes through 
the body like X-rays, gamma 



rays and neutrons. (Beta 
particles to limited extent.) 




INTERNAL RADIATION HAZARD 



We can receive radiation by 
swallowing or breathing radioactive 
materials. Includes alpha particles, 
beta particles and gamma ray 
emitter. 
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Information Sheet 
on 

RADIATION PROTECTION FACTORS 



Information 
Sheet # 11 




— (lAOATlOH SOUACe- 

LESS TIME SPENT 
NEAR SOURCE- LESS 

Radiation received 



OREATER DISTANCE 
FROM SOU^^CE-LESS 
RAPIATiekVi RECEIVED 



Radiation Source 

BEHIND Shielding 

from 90URCE — 
RADIATION RECEIVED 



1. Radiation dose directly 
proportional to time 



distance 




1 ^ / f 

* ^ 



2. Intensity of radiation is 
proportional to the inverse 
square law of the distance from 
the source 




3. Density and thickness of the 
shielding material and the 
intensity and energy of the 
source are factors in radiation 
exposure 
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_ Dose Rate Without Shield 
Dose Rate With Shield 
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Information Sheet 
on 

SHIELDING CHARTS 




1 2 3 4 5 6 7 



Lead Thickness, Inches 



BROAD BEAM SHIELDING 50R ABSORPTION OF 
192 137 60 226 

Ir , Cs , Co , AND Ra 
GAMMA RAYS IN LEAD 
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Reduction Factor = Dose Rate Without Shield 




1 2 3 4 5 6 ? 8 9 10 11 12 13 14 



Iron Thickness, Inches 

BROADBEAM SHIELDING FOR ABSORPTION OF 
137 50 226 

Cs , Co , Ra —GAMMA RAYS IN IRON 




12-2 




Reduction Factor^; Without Shield 

Dose Rate With Shield 




5 10 15 20 25 30 35 



Concrete Thickness -Inches 

BROADBEAM SHIELDING FOR ABSORPTION OF 
192 137 60 226 

Ir , Cs , Co , AND Ra 
GAMMA RAYS IN CONCRETE 
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APPROXIMATELY 1 MEV OF GAMMA RADIATION 



Information 
Sheet # 13 



Information Sheet 
on 

RELATIVE EFFECIENCY OF SHIELDING MATERIALS 



Relative thickness of materials required to absorb the same amount of 
gamma radiation having energy approximately 1 mev 




RELATIVE EFFECIENCY OF SHIELDING MATERIALS 
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Sheet # 14 



Information Sheet 
on 

X-RAY SCHEMATIC REPRESENTATION 
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Information Sheet 
on 

GAMMA RAY DECAY TABLES 



Information 
Sheet # 15 



SOURCE STRENGTH CALIBRATION 



To find source strength at any number of months after known 
source strength at calibration, multiply by the following percentages. 



Months 


0 


1 


2 


3 


4 


5 


6 


7 


8 


9 


0 




98.9 


97.8 


96.8 


95.7 


94.7 


93.6 


92.6 


91.6 


90.6 


10 


89.6 


88.6 


87.7 


86.7 


85.8 


84.8 


83.9 


83.0 


82. 1 


81.2 


20 


80. 3 


79.4 


78.6 


77.7 


76.9 


76.0 


75.2 


74.4 


73.6 


72.8 


30 


72.0 


71.2 


70.4 


69.7 


68.0 


68. 1 


67.4 


66.7 


65.9 


65.2 


40 


64.5 


63.8 


63. 1 


62.4 


61.7 


61. 1 


60.4 


59.7 


59. 1 


58.4 


50 


57.8 


57.2 


56.5 


55.9 


55. 3 


54.7 


54. 1 


53.5 


53.0 


52.4 


60 


51.8 


51.2 


50.7 


50. 1 


49.6 


49. 1 


48.5 


48.0 


47.5 


46.9 


70 


46.4 


45.9 


45.4 


44.9 


44.4 


44.0 


43.5 


43.0 


42.5 


42. 1 


80 


41.6 


41.2 


40.7 


40.2 


39.8 


39.4 


39.0 


38.5 


38. 1 


37.7 


90 


37.3 


36.9 


36.5 


36. 1 


35.7 


35. 3 


34.9 


34.5 


34.2 


33.8 


100 


33.4 


33. 1 


32.7 


32. 3 


32.0 


31.6 


31. 3 


31.0 


30.6 


30. 3 


no 


30.0 


29.6 


29. 3 


29.0 


28.7 


28.4 


28.0 


27.7 


27.4 


27. 1 


120 


26.8 


26.6 


26. 3 


26.0 


25.7 


25.4 


25. 1 


24.9 


24.6 


24. 3 


130 


24. 1 


23.8 


23.5 


23. 3 


23.0 


22.8 


22.5 


22. 3 


22.0 


21.8 


140 


21.6 


21.3 


21. 1 


20.9 


20.6 













60 

COBALT , HALF- LIFE 5. 27 YEARS 

The exposure tiine is multiplied by a coefficient to compensate 
for the age of Cobalr^ dated from its removal from the reactor. 
Consider the date of the source and increase the time accordingly. 



Age in 
Months 


Coefficient 


Age in 
Months 


Coefficient 


6 


1.07 


66 


1.51 


12 


1. 13 


72 


1.54 


18 


1. 18 


78 


1.57 


24 


1.23 


84 


1.60 


30 


1.28 


90 


1.62 


36 


1. 32 


96 


1.65 


42 


1. 37 


102 


1.68 


48 


1.41 


108 


1.69 


54 


1.45 


114 


1.71 


60 


1.48 


120 


1.73 



192 

IRIDIUM , HALF-LIFE 74. 27 DAYS 

To fi nd source strength at any number of months after known source 
strength at calibration multiply, by the above percentages. For example: 

1. Given: 100, 000 millicuries. Required: activity after 20 months. 

Solution. 100, 000 millicuries is 100 curies. . 32% is . 0032. Whence 

100 X . 0032 equals . 32 curies, . 32 curies x 100 equals 320 millicuries. 

2. Given: 100 curies. Required: source strength after 29 months. Read 
directly from table. Answer: . 02 curies. 



Months 


Percent 


Months 


Percent 


Months 


Percent 


0 


100. 0 


10 


5.9 


20 


. 32 


1 


74. 5 


11 


4.2 


21 


. 23 


2 


59.4 


12 


3. 2 


22 


.17 


3 


41. 5 


13 


2. 3 


23 


.13 


4 


31. 5 


14 


1. 7 


24 


.09 


5 


23. 3 


15 


1. 3 


25 


. 07 


6 


16. 5 


16 


.88 


26 


. 06 


7 


13.2 


17 


.75 


27 


. 04 


8 


8.8 


18 


. 59 


28 


. 03 


9 


7. 5 


19 


.42 


29 


. 02 



COMPARISON OF RADIATION FIELDS 
Radiation field of one curie at different distances in milliroentgens 
per hour. 



Source 


1 ft. 


2 ft. 


4 ft. 


8 ft. 


16 ft. 


32 ft. 


192 

Iridium 


5900 


1500 


400 


90 


23 


6 


137 

Cesium 


4200 


1100 


260 


70 


16 


4 


60 

Cobalt 


14500 


3600 


900 


230 


60 


14 
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DECAY CHARTS 

137 170 

(COSIUM AND THULIUM ) 



Information 
Sheet # 16 




30 35 40 

YEARS 

137 

CESIUM DECAY 



55 «0 43 70 




100 

fO 

10 

70 

40 

SO 

40 

30 



20 



MONTHS 

170 

THULIUM DECAY 
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ACTIVITY OF SOURCE (In Pkr Cmi» of InItM Activity) 



Information Sheet 
on 

DECAY CHARTS AND HALF-LIFE 

192 60^ 
(IRIDIUM AND COBALT ) 



Information 
Sheet # 17 




22 



23 



24 



25 

YEARS 



27 



21 



30 



60 

COBALT DECAY 




5 4 7 1 

MONTHS 

192 

IRIDIUM DECAY 
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THE MEANING OF HALF-LIFE 




Kl CEilT OF ACTIVITY 
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Information Sheet 
on 

METAL PROPERTIES 



Ductility- The property of being permanently extended by a tensile force 

Elasticity- The capacity to return to the original dimensions after removal 
of the stress 

Malleability- The property of being permanently extended or flattened by 

rolling or hammering 

Toughness- The power to resist fracture when subjected to bending, 
torsional or impact forces 

Brittleness- The tendency to fracture on receiving a shock 
Hardness- The resistance to penetration 
Conductivity- Ability to conduct heat or electricity 

Dynamic fatigue- The gradual weakening of a material due to a cycle of 

stresses 

Static fatigue- The gradual weakening due to a constant load 
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WELD TERMINOLOGY 
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FIELD TRIP INSTRUCTION SHEET 



Students will sign the register provided, take a pair of safety glasses 
(unless your own glasses have safety lens), be assigned to a company 
guide, follow the guide's instructions and the company rules throughout 
the tour. 

Safety consideration such as the following should be remembered: 

1. Do not pickup any metal chips; they may be hot. 

• 2. Do not touch parts in process or just removed(they are hot). 

3. Do not look at arc welding. 

4. Follow close to the guide at all times and do not gooff the tour path; 
some areas are dangerous. 

5. Be aware of moving vehicles, overhead cranes, conveyors, and 
material handling equipment. 

6. Do not talk to operators or distract them from their jobs. 

7. Listen to what your guide has to say and if you see a process that 
you do not understand, ask questions and take notes. 

8. Wear your safety glasses at all times while in the plant. 

9. Take note book and pencil. 

10. Do not talk while guide is talking to group. 
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MILITARY STANDARD NONDESTRUCTIVE TESTING 
SYMBOLS-MIL - STD - 23A 25 August, 1952 



Obtained from: 
Munitions Board 
Standards Agency 
Department of Defense 
Washington 25, D. C. 



MIL-STD-S3A 

f5 Aufint 195f 



SUPERSEDING 

MIL-STD-23 

27 Novtmbtr 1950 



MILITARY STANDARD 

NONDESTRUCTIVE TESTING 
SYMBOLS 



ML-SID-tSA 
H Aim mt 



MUNmONS BOARD STANDARDS AGENCY 
DEPARTMENT OF DEFENSE 
Woshiiwieiiy D. C 



25 Auguit 1962 

NondMtraetive Testinf Qymbok 
MIL-STD-23A 

1. This standard haa been aiiprorad Iqr tha Dapartnmta the Amy, the Navy, and the Air 
Force, and establishca the qnnb^ for uae on drawings to qtaeify nondestructive tests for deter* 
mining the soundness of materials. 

2. The Munitions Board Standards Agency <m 25 August 1952 approved the revisim of this 
jtandard for printing. 

3. In accordance with estahKshed procedure the Munitiona Board Standards Agency has 

designated the Ordnancs Corps, Bureau of Ships, and the Department of the Air Forces respectively, 
IB Araiy«NBvy«Air Fovcb custodiBiiB of this BtsndBide 

4. This raviaed itandiid it maiidBtoiy fiv w Wbm repeatad ds- 

viation fhnn the approved Military Standard is granted Iqr a department, a report shall be made 
to the Munitiona Board Standards Agency by t^t department with the reasons for deviation. 

6. Recommended corrections, additions, or deletions should be addressed to the Director, 
Mutations Board Standards Agency, Washington 25, D. C. 



CONTENTS 
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1.1 Basic Testing Symbols * 

1.2 Elements of the Testing Symbol 

2 General Provisions 

2.1 Significance of Arrow 

2.2 Location of the Testing Symbol 

2.3 Direction of Radiation 

2.4 Combination of Nondestructive Testing Symbols and Welding Symbols 

2.5 Use of References 

3 Methods of Specifying Extent of Nondestructive Tests 

3.1 Specifying Length of Section to be Tested 

3.2 Specifying Number of Tests 

3.3 Specifying Tests Made All Around a Part 

3.4 Specifying Tests of Areas 

nCDRES 

1 Standard location of information on testing qrmbol 

2 Direction of radiation 

3 Dimensioning of section to be tested 

4 Use of symbols in tests of areas 

5 Use of symbols in tests of areas of revolution 

TABLE 

I Basic Nondestructive Testing Symbols 



MIL-STD 23A 

HA»|»tH95« 



SUPERSEDING 

MIL-STD-S3 

S7 November 1950 



1. BASIC SYMBOLS 

1.1 BASIC TESTING SYMBOLS. Basic Nondestructive Testing symbols shall be as shown in 
table I. 



TYPE OF TEST 


SYMBOL 


RADIOGRAPHIC 


RT 


MAGNETIC-PARTICLE 


MT 


PENETRANTS 


PT 


ULTRASONIC 


UT 



1.2 ELEMENTS OF THE TESTING SYMBOL. The assembled testing symbol consists of the 
following elements. Such of these elements as are necessary shall be used and shall have standard 
locations with respect to each other as shown on figure 1. 

Reference Line Tail 

Arrow Extent of test 

Basic Testing symbol Specification, process, 

Test*aIl*around symbol or other reference 

(N) Number of Tests 



HumnoFTisis- 
SKCincAiioN. nioccssk 
M omn acFmmcE 



X V JotHW 
fSIBE 

yY l iAwwoiT 

j tsiOC 



TAIL- 

RCFOID1CCUNC 
•AaCTCSnNCSYNIOIrJ 






LdCTII OF SECTION 
TO BE TESTED 



TEST-ALL-ABOIINO 

SYMBOL 

-ARROt 



2. GENERAL PROVISIONS 

2.1 SIGNIFICANCE OF ARROW. The arrow shall connect the reference line to the part to be 
tested. The nde of the part to be tested, to which the arrow points shall considered the arrow 
side of the part. The side opposite the arrow side of the part shall be considered the other side. 

2.2 LOCATION OF TESTING SYMBOL. 

2.2.1 Testa to be made on the arrow side of the part shall be indicated by the test symbol on 
the side of the reference line toward the reader as follows: 




2.2.2 Tests to be made on the other side of the part shall be indicated by the test symbol on 
the side of the reference line away from the reader as follows: 
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MlL-$ID-tlA 



ts 

&2J Mi to ba made <m both ddei of the pvt ihatt be indicated by tMfcqrmbob oil both iid« 
of the ntawee Uiie> M foUowa: 



11.4 When nondaitruetive teatiiig qrmb(^ hwve no aiTOw V othereide aignifleiiio^ the teetiiig 
ejmboli be oentand on the reference line follows: 



IS DDtlCnON OF lADIATlON. When spedded, the location of the source of mdiation and 
the direction of ndiation shall be shown in conjunction with ndiogiaphic tiding qrmbol. The 
lOT,ti if n of the eouree of ladiation shall be indicated by a symbol located on the drawing at the 
desired eouree of radiation, connected, and oriented u necoasaiy by dimenrions, as shown on 

ligurel 



14 COMBINATION OF NONDESTBUCTIVB TESTING SYMBOLS AND WELDING STM- 
14.1 Nondoitructive testing symbols and wdding symbols may be oombined as follows: 




FT 










14 J Nondestruetive testing symbols may be comUned as follows: 



MIL-S1D-t9A 



tS A«|mI IfSI 

U USE OF BEFEBENCES. Spedllefttioni, prooMi, danlle«tioii, or othir ntrnmnom amd 
not be UMd on tooting lyinbolt when the toftingproeedurebpraKriboddMirlMra. WhennqwdA- 
ention, prooeei, claarificntion, or oUier refeienei io uaed with n tooting ojnihol» the lofomoo ifaaU 
bo pli^ in the tail, as foUowa: 

* ^ / w <** 

3. METHODS OF SPECIFYING EXTF<NT OF NONDESTRUCTIVE 

TFSTS 

3.1 SPECIFYING LENGTH OF SECTION TO BE TESTED 

t.1.1 To apodfy toata of wolda or porta where only length of aoetion need ho oonaidorad, the 
length in in^ea ahoU bo diown to the ri^t ot the bode teat aymbol, oa foUowa: 




S.U To ahow the onet location ot a aaetion to ho tooted u wdl aa ita length, dimondon linaa 
a^ ho uaed u foUowa: 





Lb 








T 




J!/_ 




/ 




/ 



«.U When the fiiU length of a port ia to ho teatod, no length dimonaion need ho ahown on the 
tooting asnnbol. 

M SPECIFYING NUMBEB OF TESTS. To apeeify a number of toaU to bo taken at random, 
the number of dodied toato ahaU ho diown in parenthoda, aa foUowa: 

/ n / 

m uT y 

m « y 

34 SPBCIFTING TESTS MADE ALL ABOUND A PABT. To apodfy toote to bo noado aU 
around a part, Om toat«U*around qrmhol «haU ho uaed, aa foUowa: 

— ^ 

34 SPBCVYING TESTS OF ABEAS. When required, nondoatruetlTO teata of areaa ahall bo 
indieatod by one of the foUowing mothoda: 

So4ol For nondfitructivt of on rtm itpreiontod u o plono on tho drawingg iho mn to bo 
teatod ahaU bo by atiaight broken Unea having a drde at each change of direction. Tho 

teating aymbol apecifying tho kind of nondoatructivo test ahaU bo uaed in conn^on with thoae 
linea,u ahown below. When noceeeary, thoae indooureaehaU be located by dimeiWona. 
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WELDING SYMBOLS AND SIZES 

The first step in making a good weld is to know what the designer 
wants. The welding symbols used on prints are a simple, exact method 
of indicating welds and weld sizes, and you must be able to specify and 
read them correctly. Here is a brief summary of some of the more 
commonly used welding symbols: 

Me ibe and Ou W«M SfiMs 



nufT 


PUM 

OR 

•4JBT 


8IIOOVE 


MAitm 

Oil 

OMRMO 


MKLT- 

mmi 


twi- 

raaNO 


MINMC 


¥ 


ll¥li. 


U 


4 






II 


\y 


1/ 



















Supplementary Symbols' 


WCLD 

ALL 

AROUND 


FIELD 

WELD 


CONTOUR 


FLUSN 


CONVEX 


O 


• 






1 Location c 


Df Elements 


of a Welding Symbol 



4 



/ MNU or CO U WT Mi eWI 

/ foa ruM wuM 

UMTM or woo 

,_niCN <canca-io-ciNTia 
mam or wiLoa 

ammmm fillMMitflM 

caoKC UM 10 Aaaow 
OR MROw-satc HOMca or 




woo SIMOOl 
WOfrAU-MOUNO aVMOOl 

NUMOta or aror oa 
raojicnoN wcioa 



nmniTS m ink mm 

RCIMM M SNOMN 
> amcN TM. A. 1 mum 
AM RfVtRKO 
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TYPICAL EXPOSURE FACTOR FOR PIPE AND PLATE 
(KODAK TYPE AA FILM j 



Inches 
of Steel 


Kodak "A A" 
Factor 


Pipe 

Size 


Pipe Square 
of Distance 


Flat 

Plate 


1/8 


41 


3" 


11" 


9" 


1/4 


48 


4" 


19" 


16" 


3/8 


58 


5" 


30" 


25" 


1/2 


70 


6" 


44" 


36" 


5/8 


81 


8" 


75" 


64" 


3/4 


97 


10" 


116" 


100" 


7/8 


115 


12" 


163" 


144" 


1- 


138 


14" 


196" 


196" 


1-1/8 


160 


16" 


256" 


256" 


1-1/4 


196 


18" 


324" 


324" 


1-3/8 


230 


20" 


400" 


400" 


1-1/2 


270 


22" 


484" 


484" 


1-5/8 


320 


24" 


576" 


576" 


1-3/4 


380 


26" 


676" 


676" 


1-7/8 


450 


28" 


784" 


784" 


2- 


530 


30" 


900" 


900" 


2-1/8 


630 


32" 


1024" 


1024" 


2-1/4 


740 


34" 


1156" 


1156" 


2-3/8 


900 


36" 


1296" 


1296" 


2-1/2 


1050 








2-5/8 


1250 








2-3/4 


1405 








2-7/8 


1750 








3- 


2050 









Note: These factors can be used under the following conditions: 

(a) Developing time 5 minutes @ 68° F. 

(b) H & D Density of base metal-1. 5 

(c) Ir. 192 Gamma Radiation 

(d) Radiation source must be within 1/2" of near pipe wall for 
exposure of far side of pipe wall. 

(e) Always figure a total of 2 wall thicknesses for this type 

exposure because radiation is passing through both walls 
although exposure is made of one wall only. (This applies 
to pipe) ^ 

(f) Density may vary slightly depending on brand and condition 
of chemicals. 

Note: Although nominal pipe diameter varies with the actual pipe size, 
this variation ceases with 14" pipe. Exeunple: 10" pipe is 
actually 10. 75 inches in outside di£.meter; 14" pipe is 14 inches 
in outside diameter. 
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Multiply the thickness of material by the 
multiplier to find the equivalent thickness 
of steel. 



Material 


Multiplier 


Copper 


1. 14 


Nickel 


1. 13 


Monel 


1. 12 


Bronze 


1. 12 


Inconel 


1. 08 


Free -cutting 
Brass 


1. 08 


Stainless Steel 


1. 02 


Titanium 


0. 58 


Aluminum 


0. 34 


Magnesium 


0. 22 
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COLLIMATION EFFECT ON EXPOSURE TIME 



1. Collimation requires an increase in exposure time. 

a. Experiment done with AA film, no lead screens 

b. 851 curie Cobalt^® source, 2. 0 density 5'4" F. F. D. 



Steel 

Thickness 


Collimator 

Size 


Exposure 

Time 


10" 


None 


3. 9 hours 


10" 


18" X 18" 


8. 0 


II 


10" 


11 1/2" X 11 1/2" 


10. 0 


II 


10" 


4" X 4" 


19. 0 


II 


7" 


None 


19. 5 minutes 


7" 


18" X 18" ( 


31. 0 


II 


7" 


111/2" X 111/2" 


40. 0 


II 


7" 


4" X 4" 


60. 0 


II 


5" 


None 


4. 25 


II 


5" 


18" X 18" 


4.7 


II 


B" 


111/2" X 111/2" 


5.8 


II 


5" 


4" X 4" 


8. 5 


II 



Develop 7 minutes @ 70° F. 



2. The collimation effect increases with increased thickness. 

a. Increases sensitivity 

b. Increases latitude 
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RADIATION WARNING SIGNS AND SHIPPING TAGS 




HANOLC CAKEFVaV 

RADIOACTIVE 

MATERIAL 
eitovrfn: 
COMTEKTS 

JSMtniMft CBIfVK WUSK ^ 
RAV» ONkY 



Blua 



CAUTION 

RADIOACTIVE 

MATERIAL 




KAMAnORNAZAIIO 



t«n 



CAUTION 




CAUTION 




CAUTION 


A.4 








V 


• 




• 




AIRBORNE 


RADIATION 




HKHlVDIKnONAilEA 




RADHWaiVnYAREA 



A. Interstate Conunerce Cpmmission Blue label shipping placard. 

B. Interstate Commerce Commission Red label shipping placard. 

C. Placard for motor vehicle carrying radioactive materials. 

D. Tag for radioisotopes. 

E. Various warning signs displayed by radioisotope users. 
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RADIATION CAUTION SIGN 




The radiation warning symbol is a purple colored propeller -shaped 
figure upon a yellow background. The wording on different radiation 
warning signs may vary but the symbol is standard. 
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sample: report form 



CURRENT OCCUPATIONAL EXTERNAL RADIATION EXPOSURE 



Identification 



1. Name (Print--Last« First, and Middle 


2. Social Security No. 


Doe j Uoinn T. 


- 6/- 


3. Date of Birth (Month. Day. Year 


4. Name of Licensee or 


^ 1 ^ 1 *7 3. a* 


Registrant 


AJecX TestiV)^ J.a.hs. 



5. 



Occupational Exposure 



Dose Recorded for 


6. Whole Body 


7. Method of Monitoring (e. g 


(Specify: Whole Body 


Dose Status 


^ Film Badge--FB; 


skin of whole body: or 


(rem) 


^ Pocket Chamber --PC; 


hands and forearms, 




Calculations - -Calc . ) 


feet and ankles.) 




X or GAMMA i/' 




If 


BETA ^ 


whole body 


neutrons 



8. Period of 


Dose for the Period (rem) 


13. Running Total 


Exposure 


9. X or 


10. Beta 


1 1. Neutron 


12. Tofol 


for Calendar 


(From-To) 


Gamma 








Quarter (rem) 


6-1- 63 t. 








3 


3 


^-f-43 To 










7 



Lifetime Accumulated Dose 



14. Previous 
Total (rem) 


15. Total 
Quarte rly 
Dose 

date rem 


16. Total Accumu- 
lated Dose 
(rem) 


17. Perm. 
Acc. 
Dose 
5(n-18) 
(rem) 


18. Unused Part 
of Permissi- 
ble Accumu- 
lated Dose 
(rem) 


If 


7 


Xi 


/ao 


7f 
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SAMPLE REPORT FORMS 



YEARLY EXPOSURE SUMMARY 



Year 


FUm 

Badge 

«« 


Dosi- 

meter 

1 

Mtt 


Film 

Badge 

A 


Dosi- 

meter 

A 


Film 

Badge 

3 


Dosi- 

meter 

3 


Film 

Badge 

¥ 


Dosi- 

meter 

¥ 


January 


i(oO 


ISO 














February 


1^0 


130 














March 


170 


ISO 














1st Quarter 


¥SO 


460 














April 


6>00 


SSO 














May 


/oo 


90 














June 


no 


/OO 














2d Quarter 


810 


740 














July 


4f0 


300 














August 




700 














September 


36>0 


¥oo 














3d Quarter 


/V3o 


/¥oo 














October 


^oo 


SLOO 














^ovembe r 


/GO 


/so 














December 


/SO 


/4o 














4th Quarter 


5/0 


490 














Nearly Total 


3.^ 


30 fO 

Mm 
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DAILY DOSIMETER READING 

Name John Doe Dat e 4-- 3L- 

Work Week Beginning 



Serial 

Number 


Date 


Dosimeter Reading 
in Milliroentgens 


Daily 

Exposure 


Start 


Finish 


\{pip 


Monday 




0 


30 


30 




Tue sday 


4^-2 


30 


no 


¥0 




Wednesday 




0 


as 






Thursday 


f-s 


3-5 




35 




Friday 




^0 


too 


¥0 




Saturday 


4^-7 


0 


/ ^0 


too 




Sunday 




— 


— 




Total Weekly Exposure 


'xno mk 
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AREA SURVEY RECORD 



Radioactive Material 



Source No. 



75 



Container and/or Radiographic Device No. or Mode l CC fO 

Date of Surve y 3 ^ ^ ^ Survey Instrument No. ^ 

Locatio n AMX P/f^ FABRICATIM YAKD ftOOSTO^^ .TfXAS 



6* Fence 

MOIATIOM 

« . 









fiM YARD 
300' X 300* 



too 



V 

/ x 



,is 



1#^ 

OAO. 



SISM 



HI6» 

fUDMTIOW 
yiiAxmmo , 






RhPiOaMAOHY 
WORK AREA 
CONCRKTE 

5JLA5 



fl'A 4' COMC, iVAJLi. 



V - HI6H . 

' RAOlAtlOM ; 
' WOXMtUO I 
^ SI6M i 



\ / 'MDiBTieN 

1^ > “•* 



TOFT 



ROBE > 



'f- 



RADMTIOH 

WARRINft 

Si5H 



I (: 



90' 



I 



PIPE PAeRiCATIMC 5Hop 
1*15 ' X EO' 



CUniES 2R. 

All WORK P^RPORMEO 
IN5IDE ROBED OBB AREA 



Note: "Danger Radiation" 
signs at 100 mr/hr 
contour, and "Danger 
High Radiation" sign 
at 5 mr/hr contour. 
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Quarterly Inventory 



Radioactive Materia l Source No. Qf^NL HA 

Activity at Date of Purchase 30>^00 

Container and/or Radiographic Device No. or Model fCBL ^ ^ 





Date of 
Inventory 


Activity in 
Millicuries 


Location 


Date 

Received 


Disposal 

Date 




^ 1 
\ 


5,000 


X.VZ lABS 

i\usi;rt .'TeyzLS j 


//- /- 6 3L 
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SAMPLE REPORT FORMS 
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SURVEY OF SOURCE STORAGE 

Radioactive Material XK ♦ Source No. 75 



Activity at Time of Purchase 30 CUirteS 

Container and/or Radiographic Device No. or Mode l Kelr^y O.C. (0 
Leak Test j>crformed by Dog, 



Date 

Tested 


Test Results 
Microcuries 


Activity 

Millicuries 


Remarks* 


1 

» 

sn 


( below ,05 uc) 


6, poo 


Mo mei*ey 
ir\d 1 cZL^iOH 
Above . 

ba«K gv-ooiaq 



INSTRUMENT CALIBRATION RECORD 



Instrument Type 
"roNiZ-AT/OA/ 
■Suri/<y MeTct 



Instrument Model 
SI^SO 



Serial Number 

/P'^S 



Range 



0-50 P^/HK 



Year 






Date 

Calibrated 


Calibrated 

By 


Remarks 


hi 

1 

1 


“John Doe 


C«i.r.bMTED @> 
on Mft/HR 

#> /' on MW R»moc uSinR 
— MG RADIUM 
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SUGGESTED LAYOUT OF EXPOSURE FACILITIES 




3. Sliding lead sandwich door. 

4. Safety switch shuts off power to X-Ray generator when door is opened. 

5. Red warning lights on doors while exposure is being made. 

6. Lights. 

7. Radiation Monitor, 110 volt AC power supply. 

8. X-Ray controls. 

9. X-Ray generator. 

10. Gamma Ray exposure device. 

11. Cooling water taps for X-Ray head. 

Note: Lead sheets on floor and walls are desirable, expecially in X-Ray 
exposure room, to reduce scatter. If this facility is built inside a building 
containing upper floors it may be necessary to provide a permanent roof 
to shield the floors above this facility. If built as a separate building, an 
attenuation survey should include the roof. Warning signs and a fence 
around the roof are desirable. 



INDOOR FACILITIES 



1 



26 ’ 



High Density Concrete Z* Thick x 8' High 



10x10 



Roof 



10x10 



Line 



Roof 



Scale 3/16” l*-0" 



tZ' 



Line 



6 ' 




5 mr/hr Boundary 



Attenuation factor for Z4” concrete equals 10,000 for ir. 19Z. 

With 30 curies ir. 19Z positioned in center of cell, reading at outside surface of 
walls would be less than 1/Z mr/hr. 

OUTDOOR FACILITIES 
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Proton 



Neutron 



Nucleus 



-'Electron 



\ Electron 
^ orbits 
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EXPLODED VIEW OF THE MODEL CC PROJECTOR 



Source 




SOURCE IN "ON" POSITION 
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Philips Electronic Instruments 




Electronic Instrument Division, The Budd Company 
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EARLY METHODS OF RADIOGRAPHY 




RADIUM "FISH POLE" METHOD 




RADIUM SOURCE IN PAPER CUP 
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RELATIVE FILM DENSITIES 



140 KV 4 MA 



Aluminum 


.00 5" Lead 
Density 


. 010" Lead 
Density 


1 inch 


1. 06 


.72 


7/8 inch 


1. 27 


.80 


3/4 inch 


1. 45 


.93 


5/8 inch 


1. 74 


1.10 


1/2 inch 


2. 00 


1.25 


3/8 inch 


2. 18 


1. 40 



Comparison of vlatine 

Film densities obtained at 140 kv 4 ma 
using . 005" lead screens compared 
with use of . 010" lead screens 
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SUGGESTED DARKROOM LAYOUT PLAN 




Legend 

1. Doori 3'x6' 8", locked from insidei for moving equipment into room. 

2. Labrynth 

3. Film hanger 

4 . Air Duct 

5. Film dryer exhausts 

6. Timers 

7. Chart boards 

8. Illuminators 

9. Indirect safelight lamps 

10. A, B, C| D, E. Processing tanks 

Direct safelight lamps 

Note: Temperature control in darkroom is desirable for chemicals and 
film storage. 68 - 72 F.) Film storage, waste bins, equipment 
storage under work benches. 
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TYPICAL MILITARY PENETRAMETERS 



MlL-STD-453 

M OCTOBER 1961 




A 



T 


INCREMENTS 


A 


B 


C 


D 


E 


F 


.005-.020 INCL. 


.0025 


2.000 


.500 


.520 


.800 


1.150 


.250 


•025-.050 INCL. 


.005 


2.000 


.500 


.520 


.80C 


1.150 


.250 


.O 6 O-.I 6 O INCL. 


.010 


2.850 


1.000 


.800 


1.250 


1.900 


.375 



KZH PBnnUMEIBl THICKNESS 
MIR SIIHEIBI FOR IT HOLE 
MIN OUMETBl FOR 2T BOLE 
ION SUMETER FOR 41 HOLE 



•005 ^ FERGENT 
.010 ±10 PERCENT 
•020 ±10 PERCENT 
.040 ±10 PERCENT 



DESIGN FDR PBIETRIMErER THICKNESSES UP TO iND INaUDlNG O.I 6 O 




DESIGN FGR PENETRAMETER THICKNESSES OF O.lSO AND Om MADS IN .020 INCREMINTS 



SIMBOL 


MATERIALS (SEE 4.2.2.2.B) 


SS 


STAINLESS STEEL 


AL 


ALUMINUM 


FE 


STEEL 


MO 


MAGNESIUM 


cu 


COPPER 


Lii_ 


TITANIUM 



ALL DIMENSIONS IN INCHES. 

BnT.« SHATT. be true and normal TO THE SURFACE OF THE PBIEERAHETIR. DO NOT CHAMFER. 
TOURANCES ON PSNEIRAMEIIR THICKNES^ AND HOLE DIAMETE RS SHA LL BE ±10 PERCENT OR 1/2 OF 
THE THICKNESS INCREMENT BETHEEN PENETRAMETER SIZES, NHICHEVER IS SMALLER. 
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ASME PENETRAMETERS (GAMMA) 



STEEL THICKNESS 
(INCHES) 


PENETRAMETER 

NUMBER 


Up to 1/ 4" incl. 


5 


1/4 to 3/8 


7 


3/8 to 1/2 


10 


1/2 to 5/8 


12 


5/8 to 3/4 


15 


3/4 to 7/8 


17 


7/8 to 1. 0 


20 


1. 0 to 1 1/4 


25 


11/4 to 11/2 


30 


1 1/2 to 2. 0 


35 


2. 0 to 2. 5 


40 


2. 5 to 3. 0 


45 


3. 0 to 3. 5 


50 
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Should one radiograph show a flaw, it's approximate location in the parent 
metal can be determined thus: 






Second exposure 

vC 

\ 

\ \ 

The second \ 

exposure will be \ 
elongated by geometry \ \ 

\ ''v 

\ 



Q 

' I 



First exposure 90° to pipe 
or sample 



Be sure to remove film 
identification after first 
shot (lead letters) 




Super-impose first exposure over 
second to measure distance A 



Ust Formula.- 





\ Before making second 
N exposure, calculate 

new focal distance 
by figuring the 
tangent of the 
triangle 



_ touoro MaO^g 

B plus C =MB^C* 
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TYPICAL SHIPPING CONTAINER 



Cover Bolts 



Ports Compartment 




Ports Compartment Cover 
Ports Compartment Wing Nuts 

Projector 

Retainer Clip Bolts 



Retainer Clip 
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GLOSSARY 



"A": Symbol for mass number, that is, the number of the protons 
in the nucleus; hence the number of positive charges on the 
nucleus. The mass number is approximately equal to the atomic 
weight. For example: "A" is 1 for hydrogen, 2 for deuterium 
and 235 for uranium. 

ABSORPTION: Act or process of being absorbed - being taken in 

ACTUATING: Putting into action 

A. E. C. : U. S. Atomic Energy Commission 

ALPHA RAY: Stream of fast-moving helium nuclei (alpha particles). A 
strongly ionizing and weakly penetrating radiation. 

ANGSTROM UNIT: A minute unit of length equal to one ten- thousandth 
of a micron or one one-hundred millionth of a centimeter, used 
in expressing the length of light waves. 

ANODE: Positive electrode; electrode to which negative ions are 
attracted 

A. S. M. E. : American Society of Mechnical Engineers 

A. S. T. M. : American Society for Testing Materials 

ATOM; The basic building block of nature and the smallest particle 
that can enter into a chemical reaction. The atom can be subdivided 
and consists of an inner core or nucleus make up by neutrons and 
protons , surrounded by electrons which rotate around this 
nucleus like planets around the sun 

ATOMIC NUMBER: The number of protons (positively charged 
particles) found in the nucleus of an atom. All elements have 
different atomic numbers. The atomic number of hydrogen is 1, 
that of oxygen 8, iron 26, lead 82, uranium 92. The atomic number 
is also called charge number and is usually denoted by Z. 



ATOMIC WEIGHT: The atomic weight is approximately the sum of 
the number of protons and neutrons found in the nucleus of an atom. 

This sum is also called mass number. The atomic weight of oxygen, 
for example, is approximately 16, with most oxygen atoms containing 
8 neutrons plus 8 protons. Aluminum is 27 - it contains 14 neutrons 
and 13 protons. 

ATTENUATION: The process by which a beam of radiation is reduced in 

intensity when passing through some material. 

AUTORADIOGRAPHY: Self-portraits of radioactive sources made by 
placing the radioactive material next to photographic film. The 
radiations fog the film leaving an image of the source. It was such 
self-portraits that led to the discovery of radioactivity. 

AVERAGE LIFE: (MEAN LIFE) The average of the individual lives of 
all the atoms of a particular radioactive substance. It is 1. 443 
times the radioactive half-life. 

A. W, S, : American Welding Society 

BACKGROUND RADIATION: This is due to cosmic rays from outei space, 
small amounts of radioactive substances present in our bodies and 
in many of the materials surrounding us, 

BACKSCATTER: The deflection of radiation by scattering processes 

through angles greater than 90 degress with respect to the original 
direction of motion. 

BETA PARTICLE: Charged particle emitted from the nucleus of an 
atom and having a mass and charge equal in magnitude to those of the 
electron. 

BINDING ENERGY: The energy which holds the neutrons and protons 
of an atomic nucleus together. 

BREMSSTRAHLUNG: Secondary photon radiation produced by 
deceleration of charged particles passing through matter. 

CALIBRATION; Determination of variation from standard, or accuracy 
of a measuring instrument to ascertain necessary factors, 

CASSETTE: A holder for film 

CATHODE: Negative electrode; electrode to which positive ions are 
attracted 



CESIUM -137: An isotope of the element cesium having a mass number of 
137. One of the important fission products and a constituent of 
fallout. It has a half-life of 33 years. 

CHAMBER, IONIZATION: Ion chambers are filled with gas (often air) 
and are provided with two oppositely charged electrodes. They 
differ from Geiger counters in simply collecting the electric charge 
on the ions that radiation produces in the gas. 

The collected ions produce a minute electrical current, which may 
be detected directly by a sensitive electrometer or may be amplified 
to give a meter reading. This current is a measure of the radiation. 

COBALT - 60: A radioactive isotope of the element cobalt. Cobalt-60 
is important as one of the least expensive sources of gamma radiation 
and is used widely in radiography. 

COLLIMATOR: A device for confining the elements of a beam within 
an assigned solid angle (A device for directing the useful radiation 
into a more or less parallel beam. ) 

COMPATIBLE: Capable of coexisting in harmony 

COMPTON EFFECT: The glancing collision of a gamma ray with an 
electron. The gamma ray gives up part of its energy to the electron. 
The name is taken from the discoverer. Dr. Arthur Compton . 

CONTAMINATION: Disposition of radioactive material, generally in a 
finely divided or liquid form in any place where it is not desired and 
will produce a hazard to personnel. 

CORPUSCULAR RADIATION: A general term given those types of 

radiation which consist of particles such as alpha and beta radiation. 

COSMIC RADIATION; Extremely high energy radiation consisting of both 
particles and rays which originate out in space and constantly bombard 
the earth. Cosmic radiation has great penetrating ability in all 
materials. 

COUNTER, PROPORTIONAL: Gas filled radiation detection tube in 
which the pulse produced is proportional to the number of ions 
formed in the gas by the primary ionizing particle. 

CURIE: That quantity of radioactive nuclide disintegrating at the rate 

of 37 billion atoms per second (abbreviated: c. ) 



DECAY CURVE: A curve showing the relative amount of radioactive 
substance remaining after any time interval. 

DECAY, RADIOACTIVE: When a radioactive atom disintegrates it is 
said to decay. What remains is a different element. An atom of 
polonium decays to form lead, ejecting an alpha particle in the 
process. 

DECONTAMINATION: The removal, by physical or chemical means, 

of unwanted radioactive material from a surface. 

DENSITOMETER: Instrument utilizing a photocell to determine the 
degree of darkening of developed photographic film. 

DENSITY (Photographic): Denotes the degree of darkening of photographic 
film. (Physics), Ratio of the mass of a homogeneous portion of 
matter to its volume. 

DICHROIC: Having the property of presenting colors in two different 
directions, by transmitted light. 

DISINTEGRATE: When a radioactive atom gives off its excess energy in 
the form of radiation it is said to disintegrate. 

DOSE, PERMISSIBLE: The amount of radiation which may be received 
by an individual within a specified period with expectation of no 
significantly harmful result to himself. 

DOSE RATE: The radiation dose delivered to the body in a certain 
period of time. Rate of any radiation energy absorption per gram 
of any material. 

DOSE RATE METER: Any instrument which measures radiation dose rate. 

DOSIMETER: Instrument used to detect and measure an accumulated 
dosage of radiation; in common usage it is a pencil- sized ionization 
chamber with a built-in self reading electrometer; used for 
personnel monitoring. 

DROSS: The scum or waste matter from molten ore or metal. 

ELECTROMETER: Electrostatic instrument for measuring change of 
electric potential of charged electrodes resulting from ionization 
produced by radiation. 



ELECTRON: Negatively charged particle which is a constitutent of 
every neutral atom. 

ELECTRON, SECONDARY: An electron ejected from an atom, molecule, 
or surface as a result of a collision with a charged particle or photon. 

ELECTROSCOPE: Instrument for detecting the presence of electric 
charges by the deflection of charged bodies. 

ELEMENT: A basic substance consisting of a "family" of naturally 
occuring isotopes. For example, hydrogen, lead and oxygen are 
elements. All atoms of an element contain a definite number of 
protons and thus have the same atomic number. 

ENCAPSULATED: Enclosed in a capsule (a small container) 

ENERGY: Capacity for doing work. 

ENVIRONMENTAL: Related to the external conditions and influences 
affecting the life and development of an organism. 

EROSION: The act of being eaten or worn away. 

EXTERNAL RADIATION: Exposure to radiation from radioactive 
sources located outside of the body. 

FILM BADGE: A pack of photographic film used for approximate 

measurement of radiation exposure for personnel monitoring purposes. 
The badge may contain a filter which shields part of the film from 
certain types of radiation. 

FILM CONTRAST: The slope or steepness of the characteristic curve 
of the film. It depends upon the type film, the processing it 
receives, and the density. 

FISSION, NUCLEAR: A nuclear transformation characterized by the 
splitting of a nucleus into at least two other nuclei and the release of 
a relatively large amount of energy. The division or splitting of 
an atomic nucleus releasing very great amounts of heat and 
radioactivity. 

FLAW: A crack; a gap; a defect; a fault. 

FLUOROSCOPY: The process of examining an object by direct 
observation of the fluorescence of a screen caused by radiation 
transmitted through the object. 
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FOCAL SPOT (X-rays): The part of a target of the X-ray tube which 
is struck by the main electron stream. 

GAMMA RADIATION: Short wavelength electromagnetic radiation of 

nuclear origin with a range of wavelengths from about 10-8 to 10-11 cm, 
emitted from the nucleus. 

GEIGER COUNTER: Highly sensitive gas -filled radiation-measuring 
device which operates at voltages sufficiently high to produce 
avalanche ionization. 

HALF-LIFE RADIOACTIVE: Time required for a radioactive substance 
to lose 50% of its activity by decay. Each radionuclide has a unique 
half-life. 

HALF- THICKNESS (HALF VALUE LAYER): The thickness of any particular 
material necessary to reduce the intensity of an X-ray or gamma 
ray beam to one -half its original value. 

HEALTH PHYSICS: A name given to that branch of radiation science 

concerned with the protection of personnel from radiation. 

INCLUSIONS: Internal discontinuities commonly encountered in 

radiographic work such as trapped gas or blowholes and porosity; 
slag; or other foreign bodies. 

INTENSITY: Rate of radiation energy passing through unit surface area. 

ION: Atomic particle, atom, or chemical radical bearing an electrical 
charge, either negative or positive. 

IONIZATION: The process or the result of any process by which a 
neutral atom or molecule acquires either a positive or a negative 
charge. 

IONIZATION CHAMBER: A gas filled region in an electrical field 
between electrodes across which a potential difference is applied. 

ISODOSE CHART: Chart showing the distribution of radiation in a 

medium by means of lines or surfaces drawn through points receiving 

equal doses. 

ISOTOPE: One of several nuclides having the same number of protons 
in their nuclei, and hence having the same atomic number, but 
differing in the number of neutrons, and therefore in the mass 
number. Almost identical chemical properties exist between 
isotopes of a particular element. 




MEV: A unit of nuclear energy equal to 1 million electron volts. 

MICROCURIE: A measure of radioactive material. One-millionth of 
a curie. 

MILLICURIE: A measure of radioactive material. One -thousandth of 
a curie. 

MILLIROENTGEN: (mr) A submultiple of the roentgen equal to one 
one -thousandth (lA.OOO) of a roentgen. 

MODERATOR: Material used in a nuclear reactor to moderate (slow 
down) neutrons from the high energies at which they are released. 

MONITOR: A radiation detector used to determine whether an 
area is safe for workers. 

MONITORING: Periodic or continuous determination of the amount of 
ionizing radiation or radioactive contamination present in an 
occupied region as a safety measure for purposes of health 
protection. 

NONDESTRUCTIVE TESTING: Includes all possible methods of 
detection or measurement of the properties or performance 
capabilities of materials, parts, assemblies, or structures, 
which do not impair their serviceability. 

NEUTRON: Elementary nuclear particle with a mass approximately 
the same as that of a hydrogen atom and electrically neutral. 

Neutrons are divided into sub-classifications: thermal-. 025 ev, 
epithermal-0.1 ev to 100 ev; slow-less than 100 ev; intermediate, 

10^ to 10^ ev; fast, greater than . 1 mev. 

NUCLEUS: That part of an atom in which the total positive electric 
charge and most of the mass are concentrated. 

PAIR PRODUCTION: An absorption process for X- and gamma radiation 
in which the incident photon is annihilated in the vicinity of the 
nucleus of the absorbing atom with subsequent production of an 
electron <and positron pair. 

PENETRAMETER: A standard test piece superimposed on the 

specimen to be radiographed to determine radiographic sensitivity 
by the visibility of the test piece on the finished radiograph. 




PHOTOELECTRIC EFFECT: Occurs when an electron is knocked out 
of an atom by a light ray or gamma ray. This effect is used in an 
"electric eye". Light falls on a sensitive surface, knocking out 
electrons which can then be detected. 

PHOTON: A quantity of electromagnetic energy whose value in ergs 
is the product of its frequency in cycles per sec. and Planck's 
constant, (a natural constant of proportionality relating the. 
frequency of a quantum of energy to the total energy of the quantum. ) 

PLATEAU: As applied to radiation detector chambers, the level 

portion of the counting rate -voltage curve where changes in operating 
voltage introduce minimum changes in the counting rate. 

PLATEAU SLOPE; RELATIVE: The relative increase in the number of 
counts as a function of voltage expressed i;;. percentage per 100 volts 
increase above the Geiger threshold. 

POSITRON: Particle equal in mass to the electron and having an 
equal but opposite charge. 

PROTON: Elementary nuclear particle with a positive electric charge 
equal numerically to the charge of the electron and a mass of 1.007594 
units. 

QUANTUM THEORY: Concept that energy is radiated intermittently 
in units of definite magnitude called quanta, and absorbed in a 
like manner. 

RAD: The unit of absorbed dose, which is 100 ergs /gram. The rad is a 
measure of the energy imparted to matter by ionizing radiation per 
unit mass of irradiated material at the {dace of interest. 

RADIATION: The emission and propagation of energy through space or 
through a material medium in the form of waves. 

RADIATION, BACKGROUND: Radiation arising from radioactive 

material other than the one directly under consideration. Background 
radiation due to cosmic rays and natural radiation is always present. 

RADIOACTIVITY: Process whereby certain nuclides undergo 

spontaneous disintegration in which energy is liberated, generally 
resulting in the formation of new nuclides. The process is 
accompanied by the emission of one or more types of radiation, 
such as alpha particles, and gamma photons. 
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RADIOCHEMISTRY: That phase of chemistry concerned with the 
properties and behavior of radioactive materials. 

RADIOGRAPHY: The making of radio^rajhs or shadow images on 
photographic emulsion by the passage of X-rays or gamma rays 
through a specimen or object onto a film which, after development, 
provides a permanent visible record of the internal condition of 
the specimen or object. The shadow image is the result of the 
differential attenuation of the radiation in its passage through the 
object being radiographed. 

RADIOISOTOPES: Another name for radioactive materials. 

RADIUM: One of the earliest known naturally radioactive elements. 

It is far more radioactive than uranium and is found in the same 
ores . 

RBE DOSE: Biological dose. 

REACTOR: A nuclear reactor is an "atomic furnace". In a reactor, 
nuclei of the fuel are burned (i.e. , undergo controlled fission) 
under the influence of neutrons, in a chain reaction. This energy 
is removed as heat which may be used to make steam for driving 
steam engines and to produce electricity. The moderator for the 
first reactor was piled-up blockes of graphite. Thus, a nuclear 
reactor was formerly referred to as a pile. Reactors are usually 
classified now as research, test, process heat and power, 
depending on their principal function. No workable design for 
a controlled fusion reactor has yet been devised. 

REM: A measure of the dose to body tissue of any ionizing radiation 
in terms of its estimated biological effect relative to a dose of 
Ir. of X-rays. 

RESOLVING TIME, COUNTER: The minimum time interval between 
two distinct events which will permit both to be counted. It may 
refer to an electronic circuit, to a mechanical indicating device, or 
to a counter tube. 

ROENTGEN: The quantity of X or gamma radiation such that the 

associated corpuscular emission per . 001293 grams of air produces, 
in air, ions carrying 1 electrostatic unit of quantity of electricity 
of either sign. 



ROENTGEN EQUIVALENT MAN (REM): That quantity of any type 
ionizing radiation which when absorbed by man produces an effect 
equivalent to the absorbtion by man of one roentgen of X or gamma 
radiation (400 kv) 

SCALER: An electronic device which registers current pulses 
received over a given time interval. 

SHIELD: A body of material used to prevent or reduce the passage of 
particles of radiation. 

SOURCE: Any substance which emits radiation. Usually refers to a 
piece of radioactive material conveniently packaged for scientific 
or industrial use. 

URANIUM: The heaviest naturally occurring radioactive element, 

atomic number 92, Pure uranium is an alpha radiation emitter 
and an internal radiation hazard. Two of the radioisotopes of 
uranium are fissionable and can be used as fuel in reactors. 
Uranium-235 is the one most commonly used. 

WELDMENT: A unit formed by welding together an assembly of pieces. 

X-RAYS: Penetrating electromagnetic radiations having wavelengths 
shorter than those of visible light. They are usually produced by 
bombarding a metallic target with fast electrons in a high vacuum. 

"Z": Symbol for atomic number. An element's atomic number is the 
same as the number of protons found in one of its nuclei. All 
isotopes of a given element have the same "Z" number. Z=92 for 
uranium isotopes. 



Additional useful terminology may be found in the following listed 
publications : 

Health Physics Handbook, Ft, Worth, Tex. General Dynamics Corp. 
1963 

101 Atomic Terms and What They Mean, Linden, N. J . , Esso Research 
and Engineering Company, (Booklets free on request) 

Radiological Health Handbook. Washington: Office of Technical 
Services, Department of Health, Education, and Welfare, 1957 



